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January 17, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40181790


40181790
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY JAN 2019


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on January 09, 2019.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Lab ID Sample ID Matrix Date Collected Date Received


40181790001 PCD 010819 FECAL Solid 01/08/19 08:00 01/09/19 11:55


40181790002 PCD 010819 Solid 01/08/19 08:00 01/09/19 11:55


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40181790002 PCD 010819 EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1PCG


EPA 160.4 1KTS


SM 2540G 1KTS


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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ANALYTICAL RESULTS


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Sample: PCD 010819 Lab ID: 40181790002 Collected: 01/08/19 08:00 Received: 01/09/19 11:55 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 12.4 mg/kg 01/14/19 18:22 7440-38-201/14/19 08:054.8 1
Cadmium 2.2 mg/kg 01/14/19 18:22 7440-43-901/14/19 08:050.48 1
Copper 416 mg/kg 01/14/19 18:22 7440-50-801/14/19 08:051.4 1
Lead 76.2 mg/kg 01/14/19 18:22 7439-92-101/14/19 08:051.9 1
Molybdenum 11.9 mg/kg 01/14/19 18:22 7439-98-701/14/19 08:050.96 1
Nickel 38.4 mg/kg 01/14/19 18:22 7440-02-001/14/19 08:050.96 1
Selenium 6.2 mg/kg 01/14/19 18:22 7782-49-201/14/19 08:054.2 1
Zinc 708 mg/kg 01/14/19 18:22 7440-66-601/14/19 08:053.8 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.51 mg/kg 01/16/19 08:54 7439-97-601/15/19 11:260.066 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 3.6 % 01/10/19 14:100.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 53.6 % (w/w) 01/11/19 19:370.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 98.4 % 01/09/19 18:120.10 1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


311451
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40181790002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1816509
Associated Lab Samples: 40181790002


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 01/16/19 08:15


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1816510LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.920.83 110 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1816511MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40181829001


1816512


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 1 110 85-115114 3 201<0.013 1.2 1.2


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


311330
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40181790002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1816207
Associated Lab Samples: 40181790002


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 01/14/19 17:42
Cadmium mg/kg <0.13 0.50 01/14/19 17:42
Copper mg/kg <0.44 1.5 01/14/19 17:42
Lead mg/kg <0.60 2.0 01/14/19 17:42
Molybdenum mg/kg <0.14 1.0 01/14/19 17:42
Nickel mg/kg <0.23 1.0 01/14/19 17:42
Selenium mg/kg <1.3 4.4 01/14/19 17:42
Zinc mg/kg <1.0 4.0 01/14/19 17:42


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1816208LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 45.350 91 80-120
Cadmium mg/kg 46.550 93 80-120
Copper mg/kg 47.650 95 80-120
Lead mg/kg 46.550 93 80-120
Molybdenum mg/kg 45.650 91 80-120
Nickel mg/kg 46.950 94 80-120
Selenium mg/kg 48.350 97 80-120
Zinc mg/kg 49.050 98 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1816209MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40181934002


1816210


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 61 85 75-12583 2 2061.39.7 61.9 60.7
Cadmium mg/kg 61 87 75-12588 1 2061.3<0.61 53.1 53.7
Copper mg/kg 61 92 75-12589 2 2061.320.6 76.9 75.4
Lead mg/kg 61 85 75-12585 1 2061.322.5 74.3 74.8
Molybdenum mg/kg 61 81 75-12580 0 2061.3<1.2 50.3 50.2
Nickel mg/kg 61 87 75-12584 2 2061.326.9 80.0 78.7
Selenium mg/kg 61 88 75-12587 1 2061.3<5.3 54.0 53.3
Zinc mg/kg 61 89 75-12576 5 2061.396.0 150 142


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


311174
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40181790002


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40181858001
1815276SAMPLE DUPLICATE:


Percent Moisture % 9.9 7 109.3


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


311244
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40181790002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1815534
Associated Lab Samples: 40181790002


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 01/11/19 19:36


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1815535LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 309321 96 80-120


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1815544LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 311321 97 80-120


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1815545LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 307321 96 80-120


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1815546LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 304321 95 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40181790002
1815536SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 53.5 0 553.6


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM
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1241 Bellevue Street - Suite 9


Green Bay, WI 54302
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


311037
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40181790002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1814653
Associated Lab Samples: 40181790002


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 01/09/19 18:09


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1814654LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 714736 97 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40181690001
1814655SAMPLE DUPLICATE:


Total Solids % 98.6 0 598.5


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40181790002
1814975SAMPLE DUPLICATE:


Total Solids % 98.3 0 598.4


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALIFIERS


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40181790
BIOSOLIDS MONTHLY JAN 2019


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40181790002 311330 311401PCD 010819 EPA 3050 EPA 6010


40181790002 311451 311481PCD 010819 EPA 7471 EPA 7471


40181790002 311174PCD 010819 ASTM D2974-87


40181790002 311244PCD 010819 EPA 160.4


40181790002 311037PCD 010819 SM 2540G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/17/2019 03:21 PM
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January 15, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1901420


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 1/8/2019 for the analyses presented in the 


following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 1/15/2019 12:19:19 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI January 15, 2019Date:


WorkOrder: 1901420


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  17.1 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 1/15/2019 12:19:20 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1901420


Report Date: January 15, 2019


Client Sample ID: PCD010819


Lab ID: 1901420-001 Date Received: 01/08/2019 1:00 PM Collection Date: 01/08/2019 8:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 01/08/2019 3:32 PMMPN/g-dry 1<2 R1040740


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 01/09/2019 1:53 PMwt% 13.7 R104104c1.0


Created: 1/15/2019 12:19:21 PM
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1/15/2019


Qualifier Definitions


1901420


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 1/15/2019 12:19:21 PM
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June 25, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40189283


40189283
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on June 12, 2019. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America
Veolia Support Services North


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40189283001 PCD061119 Solid 06/11/19 08:00 06/12/19 08:55


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40189283001 PCD061119 EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1MSC


EPA 160.4 1KTS


SM 2540G 1KTS


EPA 9012B 1DAW


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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ANALYTICAL RESULTS


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Sample: PCD061119 Lab ID: 40189283001 Collected: 06/11/19 08:00 Received: 06/12/19 08:55 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 12.9 mg/kg 06/21/19 09:04 7440-38-206/20/19 08:095.5 1
Cadmium 2.5 mg/kg 06/21/19 09:04 7440-43-906/20/19 08:090.55 1
Copper 381 mg/kg 06/21/19 09:04 7440-50-806/20/19 08:091.6 1
Lead 87.9 mg/kg 06/21/19 09:04 7439-92-106/20/19 08:092.2 1
Molybdenum 12.3 mg/kg 06/21/19 09:04 7439-98-706/20/19 08:091.1 1
Nickel 36.4 mg/kg 06/21/19 09:04 7440-02-006/20/19 08:091.1 1
Selenium 5.4 mg/kg 06/21/19 09:04 7782-49-206/20/19 08:094.8 1
Zinc 711 mg/kg 06/21/19 09:04 7440-66-606/20/19 08:094.4 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.48 mg/kg 06/17/19 08:22 7439-97-606/14/19 09:100.080 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 9.1 % 06/14/19 12:370.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 51.8 % (w/w) 06/18/19 14:550.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 95.0 % 06/13/19 14:570.10 1


Analytical Method: EPA 9012B  Preparation Method: EPA 9012B9012 Cyanide, Total


Cyanide 3.8 mg/kg 06/24/19 13:12 57-12-506/24/19 10:450.58 1


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324465
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1883751
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 06/17/19 07:54


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1883752LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.840.83 100 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1883753MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40188510005


1883754


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 1 101 85-115101 0 2010.069 1.1 1.1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 06/25/2019 09:43 AM


Pace Analytical Services, LLC
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324913
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1886048
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 06/21/19 08:44
Cadmium mg/kg <0.13 0.50 06/21/19 08:44
Copper mg/kg <0.44 1.5 06/21/19 08:44
Lead mg/kg <0.60 2.0 06/21/19 08:44
Molybdenum mg/kg <0.14 1.0 06/21/19 08:44
Nickel mg/kg <0.23 1.0 06/21/19 08:44
Selenium mg/kg <1.3 4.4 06/21/19 08:44
Zinc mg/kg <1.0 4.0 06/21/19 08:44


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1886049LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 48.750 97 80-120
Cadmium mg/kg 50.150 100 80-120
Copper mg/kg 50.450 101 80-120
Lead mg/kg 49.850 100 80-120
Molybdenum mg/kg 48.050 96 80-120
Nickel mg/kg 50.350 101 80-120
Selenium mg/kg 50.550 101 80-120
Zinc mg/kg 51.250 102 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1886050MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40189450001


1886051


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 60 92 75-12581 11 2060.35.4J 60.7 54.4
Cadmium mg/kg 60 96 75-12591 5 2060.3<0.16 57.7 54.7
Copper mg/kg 60 98 75-12599 1 2060.313.0 71.7 72.7
Lead mg/kg 60 93 75-12591 1 2060.39.2 64.9 64.2
Molybdenum mg/kg 60 88 75-12582 6 2060.30.29J 53.2 49.9
Nickel mg/kg 60 94 75-125101 6 2060.315.5 71.6 76.1
Selenium mg/kg 60 91 75-12589 2 2060.3<1.6 54.9 53.7
Zinc mg/kg 60 103 75-125102 0 2060.347.0 109 108
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324542
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40189283001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40189207007
1884057SAMPLE DUPLICATE:


Percent Moisture % 8.9 3 108.7
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324785
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1885259
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 06/18/19 14:55


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1885260LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 460471 98 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40189283001
1885261SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 51.9 0 1051.8
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324331
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1883129
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 06/13/19 14:56


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1883130LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 742717 104 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40189283001
1883131SAMPLE DUPLICATE:


Total Solids % 94.6 0 1095.0
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


325368
EPA 9012B


EPA 9012B
9012 Cyanide


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1889550
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Cyanide mg/kg 0.12J 0.40 06/24/19 13:11


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1889551LABORATORY CONTROL SAMPLE:
LCSSpike


Cyanide mg/kg 3.13 102 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1889552MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


10479068005


1889553


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Cyanide mg/kg M02.3 70 80-12075 4 202.20.98 2.6 2.7
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QUALIFIERS


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


ANALYTE QUALIFIERS


Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.M0
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40189283001 324913 325203PCD061119 EPA 3050 EPA 6010


40189283001 324465 324551PCD061119 EPA 7471 EPA 7471


40189283001 324542PCD061119 ASTM D2974-87


40189283001 324785PCD061119 EPA 160.4


40189283001 324331PCD061119 SM 2540G


40189283001 325368 325416PCD061119 EPA 9012B EPA 9012B
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June 24, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1906704


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 6/11/2019 for the analyses presented in the 


following report.


Reid Westfall


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


reid@suburbanlabs.com


(708) 544-3260 ext  217


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 6/24/2019 11:45:35 AM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI June 24, 2019Date:


WorkOrder: 1906704


PO #:


Chain of Custody #:


QC Level:


Temperature of samples upon receipt at SLI:  13.6 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 6/24/2019 11:45:38 AM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1906704


Report Date: June 24, 2019


Client Sample ID: PCD061119


Lab ID: 1906704-001 Date Received: 06/11/2019 12:30 PM Collection Date: 06/11/2019 12:30 PM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 06/11/2019 4:52 PMMPN/g-dry 1>16758 R1088730


PERCENT MOISTURE Analyst: LTMethod: ASTM-D2216-Rev 2005


Percent Moisture 06/17/2019 12:14 PMwt% 14.5 R109072c1.0


Created: 6/24/2019 11:45:38 AM
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6/24/2019


Qualifier Definitions


1906704


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 6/24/2019 11:45:39 AM
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#=CL#


August 06, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40189283


40189283
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on June 12, 2019. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America
Veolia Support Services North


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
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CERTIFICATIONS


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40189283001 PCD061119 Solid 06/11/19 08:00 06/12/19 08:55


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40189283001 PCD061119 EPA 6010 9TXW


EPA 7471 1AJT


ASTM D2974-87 1MSC


EPA 160.4 1KTS


SM 2540G 1KTS


EPA 9012B 1DAW
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ANALYTICAL RESULTS


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Sample: PCD061119 Lab ID: 40189283001 Collected: 06/11/19 08:00 Received: 06/12/19 08:55 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 12.9 mg/kg 06/21/19 09:04 7440-38-206/20/19 08:095.5 1
Cadmium 2.5 mg/kg 06/21/19 09:04 7440-43-906/20/19 08:090.55 1
Chromium 100 mg/kg 06/21/19 09:04 7440-47-306/20/19 08:091.1 1
Copper 381 mg/kg 06/21/19 09:04 7440-50-806/20/19 08:091.6 1
Lead 87.9 mg/kg 06/21/19 09:04 7439-92-106/20/19 08:092.2 1
Molybdenum 12.3 mg/kg 06/21/19 09:04 7439-98-706/20/19 08:091.1 1
Nickel 36.4 mg/kg 06/21/19 09:04 7440-02-006/20/19 08:091.1 1
Selenium 5.4 mg/kg 06/21/19 09:04 7782-49-206/20/19 08:094.8 1
Zinc 711 mg/kg 06/21/19 09:04 7440-66-606/20/19 08:094.4 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.48 mg/kg 06/17/19 08:22 7439-97-606/14/19 09:100.080 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 9.1 % 06/14/19 12:370.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 51.8 % (w/w) 06/18/19 14:550.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 95.0 % 06/13/19 14:570.10 1


Analytical Method: EPA 9012B  Preparation Method: EPA 9012B9012 Cyanide, Total


Cyanide 3.8 mg/kg 06/24/19 13:12 57-12-506/24/19 10:450.58 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324465
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1883751
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 06/17/19 07:54


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1883752LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.840.83 100 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1883753MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40188510005


1883754


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 1 101 85-115101 0 2010.069 1.1 1.1


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324913
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1886048
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 06/21/19 08:44
Cadmium mg/kg <0.13 0.50 06/21/19 08:44
Chromium mg/kg 0.31J 1.0 06/21/19 08:44
Copper mg/kg <0.44 1.5 06/21/19 08:44
Lead mg/kg <0.60 2.0 06/21/19 08:44
Molybdenum mg/kg <0.14 1.0 06/21/19 08:44
Nickel mg/kg <0.23 1.0 06/21/19 08:44
Selenium mg/kg <1.3 4.4 06/21/19 08:44
Zinc mg/kg <1.0 4.0 06/21/19 08:44


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1886049LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 48.750 97 80-120
Cadmium mg/kg 50.150 100 80-120
Chromium mg/kg 51.050 102 80-120
Copper mg/kg 50.450 101 80-120
Lead mg/kg 49.850 100 80-120
Molybdenum mg/kg 48.050 96 80-120
Nickel mg/kg 50.350 101 80-120
Selenium mg/kg 50.550 101 80-120
Zinc mg/kg 51.250 102 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1886050MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40189450001


1886051


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 60 92 75-12581 11 2060.35.4J 60.7 54.4
Cadmium mg/kg 60 96 75-12591 5 2060.3<0.16 57.7 54.7
Chromium mg/kg 60 100 75-125106 4 2060.316.1 76.4 79.7
Copper mg/kg 60 98 75-12599 1 2060.313.0 71.7 72.7
Lead mg/kg 60 93 75-12591 1 2060.39.2 64.9 64.2
Molybdenum mg/kg 60 88 75-12582 6 2060.30.29J 53.2 49.9
Nickel mg/kg 60 94 75-125101 6 2060.315.5 71.6 76.1
Selenium mg/kg 60 91 75-12589 2 2060.3<1.6 54.9 53.7
Zinc mg/kg 60 103 75-125102 0 2060.347.0 109 108


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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Page 7 of 22







#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324542
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40189283001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40189207007
1884057SAMPLE DUPLICATE:


Percent Moisture % 8.9 3 108.7


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 08/06/2019 08:16 AM
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324785
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1885259
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 06/18/19 14:55


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1885260LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 460471 98 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40189283001
1885261SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 51.9 0 1051.8


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


324331
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1883129
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 06/13/19 14:56


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1883130LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 742717 104 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40189283001
1883131SAMPLE DUPLICATE:


Total Solids % 94.6 0 1095.0


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


325368
EPA 9012B


EPA 9012B
9012 Cyanide


Associated Lab Samples: 40189283001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1889550
Associated Lab Samples: 40189283001


Matrix: Solid


Analyzed


Cyanide mg/kg 0.12J 0.40 06/24/19 13:11


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1889551LABORATORY CONTROL SAMPLE:
LCSSpike


Cyanide mg/kg 3.13 102 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1889552MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


10479068005


1889553


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Cyanide mg/kg M02.6 70 80-12075 4 202.51.1 2.9 3.0
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QUALIFIERS


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


WORKORDER QUALIFIERS


WO: 40189283
Revised report is to include chromium.[1]


ANALYTE QUALIFIERS


Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.M0
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#=CR#


QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40189283
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40189283001 324913 325203PCD061119 EPA 3050 EPA 6010


40189283001 324465 324551PCD061119 EPA 7471 EPA 7471


40189283001 324542PCD061119 ASTM D2974-87


40189283001 324785PCD061119 EPA 160.4


40189283001 324331PCD061119 SM 2540G


40189283001 325368 325416PCD061119 EPA 9012B EPA 9012B
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June 24, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1906704


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 6/11/2019 for the analyses presented in the 


following report.


Reid Westfall


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


reid@suburbanlabs.com


(708) 544-3260 ext  217


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 6/24/2019 11:45:35 AM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI June 24, 2019Date:


WorkOrder: 1906704


PO #:


Chain of Custody #:


QC Level:


Temperature of samples upon receipt at SLI:  13.6 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 6/24/2019 11:45:38 AM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1906704


Report Date: June 24, 2019


Client Sample ID: PCD061119


Lab ID: 1906704-001 Date Received: 06/11/2019 12:30 PM Collection Date: 06/11/2019 12:30 PM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 06/11/2019 4:52 PMMPN/g-dry 1>16758 R1088730


PERCENT MOISTURE Analyst: LTMethod: ASTM-D2216-Rev 2005


Percent Moisture 06/17/2019 12:14 PMwt% 14.5 R109072c1.0


Created: 6/24/2019 11:45:38 AM
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6/24/2019


Qualifier Definitions


1906704


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 6/24/2019 11:45:39 AM
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#=CL#


July 29, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40191915


40191915
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS JUNE RESAMPLE


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on July 25, 2019. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America
Veolia Support Services North


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40191915
BIOSOLIDS JUNE RESAMPLE


Lab ID Sample ID Matrix Date Collected Date Received


40191915001 PCB 072519 (JUNE SAMPLE) Solid 06/19/19 17:00 07/25/19 11:59


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.
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July 29, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1907L96


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 7/25/2019 for the analyses presented in the 


following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 7/29/2019 11:19:16 AM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI July 29, 2019Date:


WorkOrder: 1907L96


PO #:


Chain of Custody #:


QC Level:


Temperature of samples upon receipt at SLI:  15.1 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Percent Moisture and Fecal Coliform:


Sample 1907L96-001A: H=Sample received past the holding time for this test.


Created: 7/29/2019 11:19:17 AM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1907L96


Report Date: July 29, 2019


Client Sample ID: PCD072519 (June Sample)


Lab ID: 1907L96-001 Date Received: 07/25/2019 11:59 AM Collection Date: 06/19/2019 12:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 07/25/2019 5:09 PMMPN/g-dry 1<2 R110408H0


PERCENT MOISTURE Analyst: CYMethod: ASTM-D2216-Rev 2005


Percent Moisture 07/25/2019 5:30 PMwt% 13.4 R110400H c1.0


Created: 7/29/2019 11:19:18 AM
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7/26/2019


Qualifier Definitions


1907L96


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 7/29/2019 11:19:18 AM
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#=CL#


March 25, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40184128


40184128
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY MARCH 2019


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory between March 12, 2019
and March 13, 2019. The results relate only to the samples included in this report. Results reported
herein conform to the most current, applicable TNI/NELAC standards and the laboratory's Quality
Assurance Manual, where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Lab ID Sample ID Matrix Date Collected Date Received


40184128001 PCD 031219 Solid 03/12/19 08:00 03/13/19 09:40


40184128002 PCD 031219 FECALS Solid 03/12/19 08:00 03/12/19 11:47


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.
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(920)469-2436
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#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40184128001 PCD 031219 EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1JAK


EPA 160.4 1KTS


SM 2540G 1KTS


EPA 9012B 1DAW


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.
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1241 Bellevue Street - Suite 9
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Sample: PCD 031219 Lab ID: 40184128001 Collected: 03/12/19 08:00 Received: 03/13/19 09:40 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 10 mg/kg 03/19/19 15:21 7440-38-203/18/19 08:065.1 1
Cadmium 2.1 mg/kg 03/19/19 15:21 7440-43-903/18/19 08:060.51 1
Copper 411 mg/kg 03/19/19 15:21 7440-50-803/18/19 08:061.5 1
Lead 65.8 mg/kg 03/19/19 15:21 7439-92-103/18/19 08:062.0 1
Molybdenum 11.7 mg/kg 03/19/19 15:21 7439-98-703/18/19 08:061.0 1
Nickel 41.9 mg/kg 03/19/19 15:21 7440-02-003/18/19 08:061.0 1
Selenium 6.4 mg/kg 03/19/19 15:21 7782-49-2 B03/18/19 08:064.5 1
Zinc 743 mg/kg 03/19/19 15:21 7440-66-603/18/19 08:064.1 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.044 mg/kg 03/19/19 11:02 7439-97-603/19/19 06:420.036 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 7.8 % 03/21/19 17:080.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 55.4 % (w/w) 03/19/19 16:130.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 96.9 % 03/14/19 14:510.10 1


Analytical Method: EPA 9012B  Preparation Method: EPA 9012B9012 Cyanide, Total


Cyanide 10.8 mg/kg 03/22/19 14:21 57-12-5 P603/22/19 10:501.8 5


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


315741
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40184128001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1836756
Associated Lab Samples: 40184128001


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 03/19/19 10:04


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1836757LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.870.83 104 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1836758MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40184217001


1836759


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 0.87 106 85-115103 3 200.86<0.011 0.92 0.90


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


315643
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40184128001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1836111
Associated Lab Samples: 40184128001


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 03/19/19 15:06
Cadmium mg/kg <0.13 0.50 03/19/19 15:06
Copper mg/kg <0.44 1.5 03/19/19 15:06
Lead mg/kg <0.60 2.0 03/19/19 15:06
Molybdenum mg/kg <0.14 1.0 03/19/19 15:06
Nickel mg/kg <0.23 1.0 03/19/19 15:06
Selenium mg/kg 1.4J 4.4 03/19/19 15:06
Zinc mg/kg <1.0 4.0 03/19/19 15:06


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1836112LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 47.150 94 80-120
Cadmium mg/kg 48.650 97 80-120
Copper mg/kg 48.550 97 80-120
Lead mg/kg 47.250 94 80-120
Molybdenum mg/kg 45.750 91 80-120
Nickel mg/kg 47.650 95 80-120
Selenium mg/kg 49.850 100 80-120
Zinc mg/kg 50.150 100 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1836113MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40184126001


1836114


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 50 87 75-12588 1 2050<1.0 44.3 44.8
Cadmium mg/kg 50 94 75-12593 1 20500.22J 47.3 46.8
Copper mg/kg 50 88 75-12589 0 2050114 158 158
Lead mg/kg 50 91 75-12588 3 20503.5 48.7 47.3
Molybdenum mg/kg 50 88 75-12586 2 20502.0 45.9 45.2
Nickel mg/kg 50 91 75-12590 1 20503.4 49.0 48.3
Selenium mg/kg 50 92 75-12592 1 20501.4J 47.3 47.6
Zinc mg/kg 50 94 75-12585 2 2050133 179 175
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


316134
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40184128001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40184497001
1838742SAMPLE DUPLICATE:


Percent Moisture % 7.0 0 107.1


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


315809
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40184128001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1837006
Associated Lab Samples: 40184128001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 03/19/19 16:12


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1837007LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 288317 91 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40184128001
1837008SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 55.6 0 555.4
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


315498
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40184128001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1835364
Associated Lab Samples: 40184128001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 03/14/19 14:50


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1835365LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 714775 92 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40184128001
1835366SAMPLE DUPLICATE:


Total Solids % 92.5 5 596.9
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


316164
EPA 9012B


EPA 9012B
9012 Cyanide


Associated Lab Samples: 40184128001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1838858
Associated Lab Samples: 40184128001


Matrix: Solid


Analyzed


Cyanide mg/kg <0.12 0.40 03/22/19 13:31


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1838859LABORATORY CONTROL SAMPLE:
LCSSpike


Cyanide mg/kg 3.03 99 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1838860MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40184128001


1838861


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Cyanide mg/kg P62.7 108 80-12071 8 202.610.8 13.7 12.6
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QUALIFIERS


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


ANALYTE QUALIFIERS


Analyte was detected in the associated method blank.B
Matrix spike recovery was outside laboratory control limits due to a parent sample concentration notably higher than the
spike level.


P6
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40184128
BIOSOLIDS MONTHLY MARCH 2019


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40184128001 315643 315822PCD 031219 EPA 3050 EPA 6010


40184128001 315741 315802PCD 031219 EPA 7471 EPA 7471


40184128001 316134PCD 031219 ASTM D2974-87


40184128001 315809PCD 031219 EPA 160.4


40184128001 315498PCD 031219 SM 2540G


40184128001 316164 316196PCD 031219 EPA 9012B EPA 9012B
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March 20, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1903727


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 3/12/2019 for the analyses presented in the 


following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 3/20/2019 4:25:19 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI March 20, 2019Date:


WorkOrder: 1903727


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  7.8 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 3/20/2019 4:25:21 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1903727


Report Date: March 20, 2019


Client Sample ID: PCD031219


Lab ID: 1903727-001 Date Received: 03/12/2019 11:47 AM Collection Date: 03/12/2019 8:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 03/12/2019 2:56 PMMPN/g-dry 1<2 R1058630


PERCENT MOISTURE Analyst: LTMethod: ASTM-D2216-Rev 2005


Percent Moisture 03/18/2019 12:19 PMwt% 14.0 R106043c1.0


Created: 3/20/2019 4:25:22 PM


Page 3 of 5


Page 20 of 22







3/20/2019


Qualifier Definitions


1903727


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 3/20/2019 4:25:22 PM
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#=CL#


May 25, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40187610


40187610
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on May 15, 2019. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America
Veolia Support Services North


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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CERTIFICATIONS


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40187610001 FDC FECAL 051419 Solid 05/14/19 11:00 05/15/19 09:35


40187610002 FDC METALS 051419 Solid 05/14/19 11:00 05/15/19 09:35
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40187610002 FDC METALS 051419 EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1AH


EPA 160.4 1KTS


SM 2540G 1KTS


EPA 9012B 1DAW
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ANALYTICAL RESULTS


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Sample: FDC METALS 051419 Lab ID: 40187610002 Collected: 05/14/19 11:00 Received: 05/15/19 09:35 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 13.3 mg/kg 05/17/19 13:20 7440-38-205/16/19 08:075.0 1
Cadmium 2.4 mg/kg 05/17/19 13:20 7440-43-905/16/19 08:070.50 1
Copper 388 mg/kg 05/17/19 13:20 7440-50-805/16/19 08:071.5 1
Lead 79.7 mg/kg 05/17/19 13:20 7439-92-105/16/19 08:072.0 1
Molybdenum 14.1 mg/kg 05/17/19 13:20 7439-98-705/16/19 08:071.0 1
Nickel 38.2 mg/kg 05/17/19 13:20 7440-02-005/16/19 08:071.0 1
Selenium 5.9 mg/kg 05/17/19 13:20 7782-49-205/16/19 08:074.4 1
Zinc 725 mg/kg 05/17/19 13:20 7440-66-605/16/19 08:074.0 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.41 mg/kg 05/22/19 13:23 7439-97-605/22/19 07:210.066 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 3.1 % 05/17/19 08:340.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 54.4 % (w/w) 05/21/19 16:190.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 97.1 % 05/16/19 12:500.10 1


Analytical Method: EPA 9012B  Preparation Method: EPA 9012B9012 Cyanide, Total


Cyanide 4.9 mg/kg 05/24/19 14:01 57-12-505/24/19 12:000.53 1


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


322000
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40187610002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1869956
Associated Lab Samples: 40187610002


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 05/22/19 12:25


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1869957LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.840.83 101 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1869958MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40187327011


1869959


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 1 100 85-115102 3 2010.071 1.1 1.1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


321422
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40187610002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1866705
Associated Lab Samples: 40187610002


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 05/17/19 12:13
Cadmium mg/kg <0.13 0.50 05/17/19 12:13
Copper mg/kg <0.44 1.5 05/17/19 12:13
Lead mg/kg <0.60 2.0 05/17/19 12:13
Molybdenum mg/kg <0.14 1.0 05/17/19 12:13
Nickel mg/kg <0.23 1.0 05/17/19 12:13
Selenium mg/kg <1.3 4.4 05/17/19 12:13
Zinc mg/kg <1.0 4.0 05/17/19 12:13


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1866706LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 46.650 93 80-120
Cadmium mg/kg 50.050 100 80-120
Copper mg/kg 49.950 100 80-120
Lead mg/kg 49.150 98 80-120
Molybdenum mg/kg 47.550 95 80-120
Nickel mg/kg 49.450 99 80-120
Selenium mg/kg 51.550 103 80-120
Zinc mg/kg 50.850 102 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1866707MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40187522002


1866708


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 57.6 94 75-12593 1 2057.77.8 61.9 61.6
Cadmium mg/kg 57.6 101 75-125100 1 2057.70.22J 58.5 57.7
Copper mg/kg 57.6 87 75-12590 3 2057.723.6 73.6 75.7
Lead mg/kg 57.6 91 75-12594 3 2057.79.9 62.3 64.1
Molybdenum mg/kg 57.6 90 75-12589 1 2057.72.0 53.8 53.3
Nickel mg/kg M057.6 74 75-12577 2 2057.727.6 70.5 72.0
Selenium mg/kg 57.6 105 75-12597 8 2057.7<1.5 61.7 57.1
Zinc mg/kg 57.6 86 75-12589 2 2057.747.0 96.7 98.5
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


321635
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40187610002


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40187635006
1867869SAMPLE DUPLICATE:


Percent Moisture % 14.2 1 1014.3
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


321905
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40187610002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1869440
Associated Lab Samples: 40187610002


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 05/21/19 16:18


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1869441LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 466471 99 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40187610002
1869442SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 54.3 0 1054.4
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


321511
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40187610002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1867213
Associated Lab Samples: 40187610002


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 05/16/19 12:47


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1867214LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 711728 98 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40187607001
1867215SAMPLE DUPLICATE:


Total Solids % 96.4 0 1096.2
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


322335
EPA 9012B


EPA 9012B
9012 Cyanide


Associated Lab Samples: 40187610002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1872013
Associated Lab Samples: 40187610002


Matrix: Solid


Analyzed


Cyanide mg/kg <0.12 0.40 05/24/19 13:55


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1872014LABORATORY CONTROL SAMPLE:
LCSSpike


Cyanide mg/kg 3.23 105 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1872015MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40187646001


1872016


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Cyanide mg/kg 2.7 100 80-120100 2 202.5<0.11 2.7 2.6


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1872017MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40188068008


1872018


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Cyanide mg/kg 3.6 106 80-120103 4 203.6<0.14 3.8 3.7
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#=QL#


QUALIFIERS


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


ANALYTE QUALIFIERS


Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.M0
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#=CR#


QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40187610
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40187610002 321422 321587FDC METALS 051419 EPA 3050 EPA 6010


40187610002 322000 322041FDC METALS 051419 EPA 7471 EPA 7471


40187610002 321635FDC METALS 051419 ASTM D2974-87


40187610002 321905FDC METALS 051419 EPA 160.4


40187610002 321511FDC METALS 051419 SM 2540G


40187610002 322335 322388FDC METALS 051419 EPA 9012B EPA 9012B
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May 21, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1905A51


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 5/14/2019 for the analyses presented in the 


following report.


Reid Westfall


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


reid@suburbanlabs.com


(708) 544-3260 ext  217


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 5/21/2019 4:35:21 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI May 21, 2019Date:


WorkOrder: 1905A51


PO #:


Chain of Custody #:


QC Level:


Temperature of samples upon receipt at SLI:   C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 5/21/2019 4:35:23 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1905A51


Report Date: May 21, 2019


Client Sample ID: FOC Fecal 051419


Lab ID: 1905A51-001 Date Received: 05/14/2019 12:30 PM Collection Date: 05/14/2019 11:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 05/14/2019 2:11 PMMPN/g-dry 1<2 R1079790


PERCENT MOISTURE Analyst: LTMethod: ASTM-D2216-Rev 2005


Percent Moisture 05/17/2019 2:22 PMwt% 12.8 R108110c1.0


Created: 5/21/2019 4:35:24 PM
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5/21/2019


Qualifier Definitions


1905A51


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 5/21/2019 4:35:24 PM
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#=CL#


April 20, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40167297


40167297
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on April 11, 2018. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40167297001 041018FPD Solid 04/10/18 10:40 04/11/18 09:35


40167297002 041018FPD FECAL Solid 04/10/18 10:35 04/11/18 09:35
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts


40167297001 041018FPD EPA 6010 8 PASI-GJLD


EPA 7471 1 PASI-GAJT


ASTM D2974-87 1 PASI-GAH


SM 2540G 1 PASI-GKTS


REPORT OF LABORATORY ANALYSIS
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Sample: 041018FPD Lab ID: 40167297001 Collected: 04/10/18 10:40 Received: 04/11/18 09:35 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 9.3 mg/kg 04/17/18 15:09 7440-38-204/16/18 11:325.2 1
Cadmium 2.5 mg/kg 04/17/18 15:09 7440-43-904/16/18 11:320.52 1
Copper 380 mg/kg 04/17/18 15:09 7440-50-804/16/18 11:322.6 1
Lead 65.2 mg/kg 04/17/18 15:09 7439-92-104/16/18 11:321.4 1
Molybdenum 14.4 mg/kg 04/17/18 15:09 7439-98-704/16/18 11:321.0 1
Nickel 39.0 mg/kg 04/17/18 15:09 7440-02-004/16/18 11:321.0 1
Selenium <5.2 mg/kg 04/17/18 15:09 7782-49-204/16/18 11:325.2 1
Zinc 733 mg/kg 04/17/18 15:09 7440-66-604/16/18 11:324.2 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.50 mg/kg 04/18/18 13:47 7439-97-604/18/18 06:130.075 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 5.9 % 04/19/18 15:490.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 94.0 % 04/12/18 15:060.10 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


286275
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40167297001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1674680
Associated Lab Samples: 40167297001


Matrix: Solid


Analyzed


Mercury mg/kg <0.037 0.037 04/18/18 12:45


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1674681LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.85.83 102 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1674682MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40167314001


1674683


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .86 105 85-115102 2 20.860.020J 0.92 0.90
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


286070
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40167297001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1673503
Associated Lab Samples: 40167297001


Matrix: Solid


Analyzed


Arsenic mg/kg <5.0 5.0 04/17/18 14:17
Cadmium mg/kg <0.50 0.50 04/17/18 14:17
Copper mg/kg <2.5 2.5 04/17/18 14:17
Lead mg/kg <1.3 1.3 04/17/18 14:17
Molybdenum mg/kg <1.0 1.0 04/17/18 14:17
Nickel mg/kg <1.0 1.0 04/17/18 14:17
Selenium mg/kg <5.0 5.0 04/17/18 14:17
Zinc mg/kg <4.0 4.0 04/17/18 14:17


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1673504LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 49.550 99 80-120
Cadmium mg/kg 49.650 99 80-120
Copper mg/kg 49.550 99 80-120
Lead mg/kg 49.950 100 80-120
Molybdenum mg/kg 50.450 101 80-120
Nickel mg/kg 50.150 100 80-120
Selenium mg/kg 50.850 102 80-120
Zinc mg/kg 51.650 103 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1673505MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40167349029


1673506


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 62.2 86 75-12586 0 2061.84.8J 58.1 57.9
Cadmium mg/kg 62.2 90 75-12592 2 2061.8<0.16 56.0 56.8
Copper mg/kg 62.2 90 75-12592 1 2061.84.0 60.1 60.7
Lead mg/kg 62.2 86 75-12589 2 2061.810.5 64.2 65.7
Molybdenum mg/kg 62.2 89 75-12590 1 2061.80.18J 55.2 56.0
Nickel mg/kg 62.2 90 75-12591 1 2061.86.5 62.2 63.0
Selenium mg/kg 62.2 90 75-12591 0 2061.8<1.4 56.0 56.0
Zinc mg/kg 62.2 94 75-125100 4 2061.828.9 87.2 90.6
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


286554
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40167297001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40167492001
1676318SAMPLE DUPLICATE:


Percent Moisture % 16.7 1 1016.5
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


285951
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40167297001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1672812
Associated Lab Samples: 40167297001


Matrix: Solid


Analyzed


Total Solids % <0.10 0.10 04/12/18 15:01


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1672813LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 727727 100 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40167289001
1672817SAMPLE DUPLICATE:


Total Solids % 94.1 0 594.3
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#=QL#


QUALIFIERS


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


LABORATORIES


Pace Analytical Services - Green BayPASI-G
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#=CR#


QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40167297
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40167297001 286070 286258041018FPD EPA 3050 EPA 6010


40167297001 286275 286355041018FPD EPA 7471 EPA 7471


40167297001 286554041018FPD ASTM D2974-87


40167297001 285951041018FPD SM 2540G
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April 19, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1804640


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 4/10/2018 for the analyses presented in the 


following report.


Patrick Liberg


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


patl@suburbanlabs.com


(708) 544-3260 ext  213


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 4/19/2018 3:58:40 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI April 19, 2018Date:


WorkOrder: 1804640


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  11 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 4/19/2018 3:58:41 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1804640


Report Date: April 19, 2018


Client Sample ID: FPD 041018


Lab ID: 1804640-001 Date Received: 04/10/2018 12:25 PM Collection Date: 04/10/2018 10:35 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 04/10/2018 1:56 PMMPN/g-dry 1<2 R946860


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 04/10/2018 3:10 PMwt% 15.5 R94693c1.0


Created: 4/19/2018 3:58:42 PM
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4/19/2018


Qualifier Definitions


1804640


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 4/19/2018 3:58:44 PM
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#=CL#


August 17, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40173688


40173688
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on August 08, 2018. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America
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#=CP#


CERTIFICATIONS


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40173688001 PCD 080718 Solid 08/07/18 10:00 08/08/18 09:35


40173688002 PCD 080718 Solid 08/07/18 10:00 08/08/18 09:35
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#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40173688002 PCD 080718 EPA 6010 8AJT


EPA 7471 1AJT


ASTM D2974-87 1TEL


EPA 160.4 1KTS


SM 2540G 1KTS
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Sample: PCD 080718 Lab ID: 40173688002 Collected: 08/07/18 10:00 Received: 08/08/18 09:35 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualMDLLimit
Report


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 11.4 mg/kg 08/13/18 22:38 7440-38-2 B08/13/18 08:495.2 1.1 1
Cadmium 2.9 mg/kg 08/13/18 22:38 7440-43-908/13/18 08:490.52 0.14 1
Copper 442 mg/kg 08/13/18 22:38 7440-50-808/13/18 08:492.6 0.85 1
Lead 104 mg/kg 08/13/18 22:38 7439-92-108/13/18 08:491.4 0.45 1
Molybdenum 14.3 mg/kg 08/13/18 22:38 7439-98-708/13/18 08:491.0 0.15 1
Nickel 42.6 mg/kg 08/13/18 22:38 7440-02-008/13/18 08:491.0 0.24 1
Selenium <5.2 mg/kg 08/13/18 22:38 7782-49-208/13/18 08:495.2 1.2 1
Zinc 852 mg/kg 08/13/18 22:38 7440-66-608/13/18 08:494.2 0.97 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.69 mg/kg 08/14/18 09:32 7439-97-608/13/18 13:160.086 0.026 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 4.9 % 08/13/18 13:500.10 0.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 47.6 % (w/w) 08/14/18 15:550.10 0.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 96.2 % 08/09/18 17:270.10 0.10 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


296941
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40173688002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1734513
Associated Lab Samples: 40173688002


Matrix: Solid


AnalyzedMDL


Mercury mg/kg <0.037 0.037 08/14/18 08:340.011


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1734514LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.81.83 97 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1734515MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40173653002


1734516


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .89 101 85-115100 1 20.89<0.012 0.90 0.89
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


296935
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40173688002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1734442
Associated Lab Samples: 40173688002


Matrix: Solid


AnalyzedMDL


Arsenic mg/kg <5.0 5.0 08/13/18 21:491.0
Cadmium mg/kg <0.50 0.50 08/13/18 21:490.13
Copper mg/kg <2.5 2.5 08/13/18 21:490.82
Lead mg/kg <1.3 1.3 08/14/18 16:380.43
Molybdenum mg/kg <1.0 1.0 08/13/18 21:490.14
Nickel mg/kg <1.0 1.0 08/13/18 21:490.23
Selenium mg/kg <5.0 5.0 08/14/18 16:381.1
Zinc mg/kg <4.0 4.0 08/13/18 21:490.93


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1734443LABORATORY CONTROL SAMPLE & LCSD:
LCSSpike LCSD


% Rec RPD
Max
RPD


LCSD
Result


1734446


Arsenic mg/kg 49.750 99 80-12010150.4 1 20
Cadmium mg/kg 50.050 100 80-12010150.3 1 20
Copper mg/kg 50.350 101 80-12010150.5 0 20
Lead mg/kg 51.950 104 80-12010251.2 1 20
Molybdenum mg/kg 53.750 107 80-12010853.8 0 20
Nickel mg/kg 51.850 104 80-12010452.2 1 20
Selenium mg/kg 53.350 107 80-12010452.2 2 20
Zinc mg/kg 52.650 105 80-12010552.5 0 20


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1734444MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40173372001


1734445


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg M055.1 43 75-12570 16 205562.0 85.6 100
Cadmium mg/kg 55.1 100 75-12599 1 20550.84J 55.8 55.4
Copper mg/kg M055.1 33 75-12562 10 2055127 145 161
Lead mg/kg 55.1 119 75-125106 3 2055169 234 227
Molybdenum mg/kg 55.1 105 75-125104 1 20553.9 61.6 61.0
Nickel mg/kg M055.1 46 75-12557 7 205559.0 84.3 90.2
Selenium mg/kg 55.1 81 75-12583 2 20556.2J 51.0 51.9
Zinc mg/kg 55.1 95 75-125105 4 205575.3 128 133
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


297075
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40173688002


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40173930008
1735223SAMPLE DUPLICATE:


Percent Moisture % 20.0 1 1020.2
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


297224
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40173688002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1735796
Associated Lab Samples: 40173688002


Matrix: Solid


AnalyzedMDL


Total Volatile Solids % (w/w) <30.0 30.0 08/14/18 15:5530.0


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1735797LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 280270 104 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40173688002
1735798SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 47.5 0 547.6


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 08/17/2018 01:56 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436


Page 9 of 21







#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


296845
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40173688002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1734014
Associated Lab Samples: 40173688002


Matrix: Solid


AnalyzedMDL


Total Solids % <30.0 30.0 08/09/18 17:2530.0


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1734015LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 735742 99 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40173687001
1734016SAMPLE DUPLICATE:


Total Solids % 95.4 0 595.3
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#=QL#


QUALIFIERS


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


ANALYTE QUALIFIERS


Analyte was detected in the associated method blank.B
Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.M0
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40173688
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40173688002 296935 297085PCD 080718 EPA 3050 EPA 6010


40173688002 296941 297092PCD 080718 EPA 7471 EPA 7471


40173688002 297075PCD 080718 ASTM D2974-87


40173688002 297224PCD 080718 EPA 160.4


40173688002 296845PCD 080718 SM 2540G
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August 14, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1808499


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 8/7/2018 for the analyses presented in the 


following report.


Patrick Liberg


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain 


of custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


patl@suburbanlabs.com


(708) 544-3260 ext  213


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 8/14/2018 3:10:57 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI August 14, 2018Date:


WorkOrder: 1808499


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  20 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 8/14/2018 3:11:00 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1808499


Report Date: August 14, 2018


Client Sample ID: PCD080718


Lab ID: 1808499-001 Date Received: 08/07/2018 10:55 AM Collection Date: 08/07/2018 10:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 08/07/2018 5:08 PMMPN/g-dry 1<2 R990670


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 08/08/2018 2:26 PMwt% 14.2 R99091c1.0


Created: 8/14/2018 3:11:00 PM
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8/14/2018


Qualifier Definitions


1808499


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 8/14/2018 3:11:01 PM
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#=CL#


December 27, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40180990


40180990
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY DEC 2018


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on December 14, 2018.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
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CERTIFICATIONS


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Lab ID Sample ID Matrix Date Collected Date Received


40180990001 PCD 12132018 Solid 12/13/18 10:00 12/14/18 08:35


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40180990001 PCD 12132018 EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1AH


EPA 160.4 1KTS


SM 2540G 1KTS


REPORT OF LABORATORY ANALYSIS
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Sample: PCD 12132018 Lab ID: 40180990001 Collected: 12/13/18 10:00 Received: 12/14/18 08:35 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 12.9 mg/kg 12/22/18 17:16 7440-38-212/21/18 08:375.2 1
Cadmium 2.5 mg/kg 12/22/18 17:16 7440-43-912/21/18 08:370.52 1
Copper 416 mg/kg 12/22/18 17:16 7440-50-812/21/18 08:371.6 1
Lead 90.2 mg/kg 12/22/18 17:16 7439-92-112/21/18 08:372.1 1
Molybdenum 13.5 mg/kg 12/22/18 17:16 7439-98-712/21/18 08:371.0 1
Nickel 43.1 mg/kg 12/22/18 17:16 7440-02-012/21/18 08:371.0 1
Selenium 4.7 mg/kg 12/22/18 17:16 7782-49-212/21/18 08:374.6 1
Zinc 790 mg/kg 12/22/18 17:16 7440-66-612/21/18 08:374.2 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.57 mg/kg 12/18/18 13:47 7439-97-612/18/18 08:120.074 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 4.7 % 12/19/18 15:540.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 53.2 % (w/w) 12/20/18 14:250.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 97.1 % 12/14/18 14:410.10 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


309393
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40180990001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1807440
Associated Lab Samples: 40180990001


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 12/18/18 12:51


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1807441LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.840.83 100 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1807442MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40180526001


1807443


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 1.8 93 85-11592 0 201.8<0.023 1.7 1.7
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


309746
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40180990001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1809056
Associated Lab Samples: 40180990001


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 12/22/18 16:25
Cadmium mg/kg <0.13 0.50 12/22/18 16:25
Copper mg/kg <0.44 1.5 12/22/18 16:25
Lead mg/kg <0.60 2.0 12/22/18 16:25
Molybdenum mg/kg <0.14 1.0 12/22/18 16:25
Nickel mg/kg <0.23 1.0 12/22/18 16:25
Selenium mg/kg <1.3 4.4 12/22/18 16:25
Zinc mg/kg <1.0 4.0 12/22/18 16:25


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1809057LABORATORY CONTROL SAMPLE & LCSD:
LCSSpike LCSD


% Rec RPD
Max
RPD


LCSD
Result


1809386


Arsenic mg/kg 48.050 96 80-1209647.9 0 20
Cadmium mg/kg 49.650 99 80-12010050.1 1 20
Copper mg/kg 49.650 99 80-12010049.8 1 20
Lead mg/kg 50.450 101 80-12010150.3 0 20
Molybdenum mg/kg 47.950 96 80-1209648.2 0 20
Nickel mg/kg 50.850 102 80-12010250.8 0 20
Selenium mg/kg 51.150 102 80-12010251.2 0 20
Zinc mg/kg 52.550 105 80-12010652.8 1 20


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1809058MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40180984061


1809059


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 68.9 91 75-12593 2 20693.0J 65.7 66.9
Cadmium mg/kg 68.9 96 75-12596 1 2069<0.18 66.2 66.6
Copper mg/kg 68.9 92 75-12594 2 206924.5 87.6 89.5
Lead mg/kg 68.9 89 75-12598 7 206914.0 75.7 81.4
Molybdenum mg/kg 68.9 87 75-12587 0 2069<0.20 59.8 60.0
Nickel mg/kg 68.9 90 75-12591 1 206921.9 83.9 85.0
Selenium mg/kg 68.9 94 75-12596 2 2069<1.8 65.5 66.8
Zinc mg/kg 68.9 91 75-125108 9 206958.9 122 134
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


309698
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40180990001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40180990001
1808862SAMPLE DUPLICATE:


Percent Moisture % 4.7 2 104.7
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


309773
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40180990001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1809176
Associated Lab Samples: 40180990001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 12/20/18 14:25


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1809177LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 305321 95 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40180990001
1809178SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 52.8 1 553.2
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


309245
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40180990001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1806239
Associated Lab Samples: 40180990001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 12/14/18 14:38


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1806240LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 759753 101 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40180986001
1806241SAMPLE DUPLICATE:


Total Solids % 97.4 0 597.3
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QUALIFIERS


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40180990
BIOSOLIDS MONTHLY DEC 2018


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40180990001 309746 309955PCD 12132018 EPA 3050 EPA 6010


40180990001 309393 309500PCD 12132018 EPA 7471 EPA 7471


40180990001 309698PCD 12132018 ASTM D2974-87


40180990001 309773PCD 12132018 EPA 160.4


40180990001 309245PCD 12132018 SM 2540G
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December 26, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1812956


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 12/13/2018 for the analyses presented in 


the following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 12/26/2018 4:53:08 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI December 26, 2018Date:


WorkOrder: 1812956


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  17 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 12/26/2018 4:53:09 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1812956


Report Date: December 26, 2018


Client Sample ID: PCD12132018


Lab ID: 1812956-001 Date Received: 12/13/2018 11:09 AM Collection Date: 12/13/2018 10:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 12/13/2018 3:30 PMMPN/g-dry 1<2 R1034260


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 12/14/2018 2:19 PMwt% 13.9 R103465c1.0


Created: 12/26/2018 4:53:10 PM
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12/26/2018


Qualifier Definitions


1812956


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 12/26/2018 4:53:10 PM
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#=CL#


January 29, 2018


LIMS USE: FR - STEVE WATERS
LIMS OBJECT ID: 40163567


40163567
Project:
Pace Project No.:


RE:


Steve Waters
Veolia North America
6001 West Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Steve Waters:
Enclosed are the analytical results for sample(s) received by the laboratory on January 17, 2018.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=CP#


CERTIFICATIONS


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40163567001 FCP011618 Solid 01/16/18 11:46 01/17/18 10:00


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436


Page 3 of 20







#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts


40163567001 FCP011618 EPA 6010 8 PASI-GJLD


EPA 7471 1 PASI-GAJT


ASTM D2974-87 1 PASI-GKTS


EPA 160.4 1 PASI-GJMN


SM 2540G 1 PASI-GJMN


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Sample: FCP011618 Lab ID: 40163567001 Collected: 01/16/18 11:46 Received: 01/17/18 10:00 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 6.6 mg/kg 01/26/18 13:59 7440-38-201/26/18 07:215.1 1
Cadmium 3.2 mg/kg 01/26/18 13:59 7440-43-901/26/18 07:210.51 1
Copper 432 mg/kg 01/26/18 13:59 7440-50-801/26/18 07:212.6 1
Lead 63.8 mg/kg 01/26/18 13:59 7439-92-101/26/18 07:211.3 1
Molybdenum 16.3 mg/kg 01/26/18 13:59 7439-98-701/26/18 07:211.0 1
Nickel 40.6 mg/kg 01/26/18 13:59 7440-02-001/26/18 07:211.0 1
Selenium <5.1 mg/kg 01/26/18 13:59 7782-49-201/26/18 07:215.1 1
Zinc 729 mg/kg 01/26/18 13:59 7440-66-601/26/18 07:214.1 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.65 mg/kg 01/24/18 12:34 7439-97-601/24/18 06:290.077 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 6.2 % 01/17/18 18:140.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 58.3 % (w/w) 01/23/18 15:270.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 94.9 % 01/18/18 12:550.10 1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


279632
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40163567001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1641294
Associated Lab Samples: 40163567001


Matrix: Solid


Analyzed


Mercury mg/kg <0.037 0.037 01/24/18 12:06


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1641295LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.85.83 102 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1641296MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40163617001


1641297


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 1 101 85-115101 2 20.99<0.013 1.0 1.0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


279853
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40163567001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1642194
Associated Lab Samples: 40163567001


Matrix: Solid


Analyzed


Arsenic mg/kg <5.0 5.0 01/26/18 13:46
Cadmium mg/kg <0.50 0.50 01/26/18 13:46
Copper mg/kg <2.5 2.5 01/26/18 13:46
Lead mg/kg <1.3 1.3 01/26/18 13:46
Molybdenum mg/kg <1.0 1.0 01/26/18 13:46
Nickel mg/kg <1.0 1.0 01/26/18 13:46
Selenium mg/kg <5.0 5.0 01/26/18 13:46
Zinc mg/kg <4.0 4.0 01/26/18 13:46


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1642195LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 50.850 102 80-120
Cadmium mg/kg 51.350 103 80-120
Copper mg/kg 52.950 106 80-120
Lead mg/kg 50.450 101 80-120
Molybdenum mg/kg 50.250 100 80-120
Nickel mg/kg 50.150 100 80-120
Selenium mg/kg 50.850 102 80-120
Zinc mg/kg 53.150 106 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1642196MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40163803001


1642197


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 49.7 96 75-12593 3 2049.75.0 52.8 51.1
Cadmium mg/kg 49.7 99 75-12597 1 2049.70.21J 49.3 48.5
Copper mg/kg 49.7 105 75-12599 4 2049.718.1 70.2 67.2
Lead mg/kg 49.7 90 75-12587 3 2049.77.2 52.1 50.3
Molybdenum mg/kg 49.7 90 75-12587 2 2049.71.7 46.2 45.1
Nickel mg/kg 49.7 89 75-12587 1 2049.719.8 64.0 63.2
Selenium mg/kg 49.7 96 75-12588 9 2049.7<1.1 48.0 43.6
Zinc mg/kg 49.7 83 75-12582 1 2049.737.8 79.0 78.6


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


279333
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40163567001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40163567001
1639770SAMPLE DUPLICATE:


Percent Moisture % 6.2 0 106.2


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


279647
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40163567001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1641369
Associated Lab Samples: 40163567001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <0.10 0.10 01/23/18 15:24


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1641370LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 418443 94 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40163567001
1641371SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 58.0 0 558.3


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


279375
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40163567001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1639928
Associated Lab Samples: 40163567001


Matrix: Solid


Analyzed


Total Solids % <0.10 0.10 01/18/18 12:47


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1639929LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 746838 89 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40163567001
1639930SAMPLE DUPLICATE:


Total Solids % 94.8 0 594.9


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QL#


QUALIFIERS


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


LABORATORIES


Pace Analytical Services - Green BayPASI-G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM


Pace Analytical Services, LLC
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Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40163567
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40163567001 279853 279927FCP011618 EPA 3050 EPA 6010


40163567001 279632 279691FCP011618 EPA 7471 EPA 7471


40163567001 279333FCP011618 ASTM D2974-87


40163567001 279647FCP011618 EPA 160.4


40163567001 279375FCP011618 SM 2540G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 01/29/2018 09:54 AM
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January 25, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1801914


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 1/16/2018 for the analyses presented in the 


following report.


Pat Rodriguez


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


pat@suburbanlabs.com


708-544-3260 ext  214


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 1/25/2018 11:54:41 AM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI January 25, 2018Date:


WorkOrder: 1801914


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  1 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 1/25/2018 11:54:43 AM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1801914


Report Date: January 25, 2018


Client Sample ID: FCP 011618 Fecal


Lab ID: 1801914-001 Date Received: 01/16/2018 1:18 PM Collection Date: 01/16/2018 11:45 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 01/16/2018 4:49 PMMPN/g-dry 1<2 R918980


PERCENT MOISTURE Analyst: CYMethod: ASTM-D2216-Rev 2005


Percent Moisture 01/19/2018 3:15 PMwt% 15.7 R92015c1.0


Created: 1/25/2018 11:54:43 AM


Page 3 of 5


Page 18 of 20







1/25/2018


Qualifier Definitions


1801914


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 1/25/2018 11:54:43 AM
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#=CL#


July 25, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40172238


40172238
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on July 11, 2018. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40172238001  071018FDC METALS Solid 07/10/18 10:24 07/11/18 09:45


40172238002 071018FDC FECAL Solid 07/10/18 10:25 07/11/18 09:45


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts


40172238001  071018FDC METALS EPA 6010 8 PASI-GJLD


EPA 7471 1 PASI-GAJT


ASTM D2974-87 1 PASI-GSKW


EPA 160.4 1 PASI-GKTS


SM 2540G 1 PASI-GKTS


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Sample:  071018FDC METALS Lab ID: 40172238001 Collected: 07/10/18 10:24 Received: 07/11/18 09:45 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 8.5 mg/kg 07/18/18 17:52 7440-38-2 B07/18/18 07:575.0 1
Cadmium 1.6 mg/kg 07/18/18 17:52 7440-43-907/18/18 07:570.50 1
Copper 257 mg/kg 07/18/18 17:52 7440-50-807/18/18 07:572.5 1
Lead 71.9 mg/kg 07/18/18 17:52 7439-92-107/18/18 07:571.3 1
Molybdenum 8.6 mg/kg 07/18/18 17:52 7439-98-707/18/18 07:571.0 1
Nickel 30.0 mg/kg 07/18/18 17:52 7440-02-007/18/18 07:571.0 1
Selenium <5.0 mg/kg 07/18/18 17:52 7782-49-207/18/18 07:575.0 1
Zinc 503 mg/kg 07/18/18 17:52 7440-66-607/18/18 07:574.0 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.69 mg/kg 07/17/18 13:14 7439-97-607/17/18 09:410.072 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 4.1 % 07/11/18 14:080.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 48.2 % (w/w) 07/19/18 19:06 H50.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 96.7 % 07/12/18 15:270.10 1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


294504
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40172238001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1722352
Associated Lab Samples: 40172238001


Matrix: Solid


Analyzed


Mercury mg/kg <0.037 0.037 07/17/18 12:16


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1722353LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.85.83 102 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1722354MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40172442001


1722355


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .95 101 85-115103 2 20.94<0.013 0.97 0.99


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


294707
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40172238001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1723263
Associated Lab Samples: 40172238001


Matrix: Solid


Analyzed


Arsenic mg/kg <5.0 5.0 07/18/18 17:11
Cadmium mg/kg <0.50 0.50 07/18/18 17:11
Copper mg/kg <2.5 2.5 07/18/18 17:11
Lead mg/kg <1.3 1.3 07/18/18 17:11
Molybdenum mg/kg <1.0 1.0 07/18/18 17:11
Nickel mg/kg <1.0 1.0 07/18/18 17:11
Selenium mg/kg <5.0 5.0 07/18/18 17:11
Zinc mg/kg <4.0 4.0 07/18/18 17:11


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1723264LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 49.350 99 80-120
Cadmium mg/kg 49.450 99 80-120
Copper mg/kg 49.050 98 80-120
Lead mg/kg 50.050 100 80-120
Molybdenum mg/kg 52.750 105 80-120
Nickel mg/kg 49.650 99 80-120
Selenium mg/kg 49.650 99 80-120
Zinc mg/kg 50.250 100 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1723265MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40172460001


1723266


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 59.3 91 75-12589 2 20592.9J 56.9 55.6
Cadmium mg/kg 59.3 94 75-12594 1 2059<0.16 55.8 55.5
Copper mg/kg 59.3 93 75-12594 1 20594.9 60.1 60.5
Lead mg/kg 59.3 95 75-12596 0 20595.5 62.2 62.0
Molybdenum mg/kg 59.3 100 75-12599 2 20591.3 60.9 59.8
Nickel mg/kg 59.3 94 75-12595 0 20596.7 62.6 62.9
Selenium mg/kg 59.3 97 75-12593 4 2059<1.3 57.3 55.2
Zinc mg/kg 59.3 94 75-12594 1 205918.6 74.5 74.0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436


Page 7 of 21
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QUALITY CONTROL DATA


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


294231
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40172238001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40172213002
1720242SAMPLE DUPLICATE:


Percent Moisture % 15.8 2 1015.5


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


294969
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40172238001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1724903
Associated Lab Samples: 40172238001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 07/19/18 19:05


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1724904LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 276270 102 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40172238001
1724905SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 48.0 H51 548.2


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


294338
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40172238001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1720978
Associated Lab Samples: 40172238001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 07/12/18 15:27


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1720979LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 797742 107 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40172238001
1720980SAMPLE DUPLICATE:


Total Solids % 96.5 0 596.7


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALIFIERS


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


LABORATORIES


Pace Analytical Services - Green BayPASI-G


ANALYTE QUALIFIERS


Analyte was detected in the associated method blank.B
Reanalysis conducted in excess of EPA method holding time. Results confirm original analysis performed in hold time.H5


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40172238
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40172238001 294707 294843 071018FDC METALS EPA 3050 EPA 6010


40172238001 294504 294668 071018FDC METALS EPA 7471 EPA 7471


40172238001 294231 071018FDC METALS ASTM D2974-87


40172238001 294969 071018FDC METALS EPA 160.4


40172238001 294338 071018FDC METALS SM 2540G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 07/25/2018 01:36 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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July 16, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1807494


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 7/10/2018 for the analyses presented in the 


following report.


Patrick Liberg


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


patl@suburbanlabs.com


(708) 544-3260 ext  213


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 7/16/2018 3:05:45 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI July 16, 2018Date:


WorkOrder: 1807494


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  14 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 7/16/2018 3:05:47 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1807494


Report Date: July 16, 2018


Client Sample ID: 071018 FDC


Lab ID: 1807494-001 Date Received: 07/10/2018 12:49 PM Collection Date: 07/10/2018 10:25 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 07/11/2018 9:40 AMMPN/g-dry 1<2 R980130


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 07/10/2018 4:45 PMwt% 14.3 R97978c1.0


Created: 7/16/2018 3:05:47 PM
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7/16/2018


Qualifier Definitions


1807494


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 7/16/2018 3:05:48 PM
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June 21, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40170687


40170687
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY JUNE


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on June 13, 2018. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436


Page 2 of 21







#=SS#


SAMPLE SUMMARY


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Lab ID Sample ID Matrix Date Collected Date Received


40170687001 FCD 061218 FECAL Solid 06/12/18 10:00 06/13/18 10:05


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts


40170687001 FCD 061218 FECAL EPA 6010 8 PASI-GJLD


EPA 7471 1 PASI-GAJT


ASTM D2974-87 1 PASI-GSSM


EPA 160.4 1 PASI-GKTS


SM 2540G 1 PASI-GKTS


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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ANALYTICAL RESULTS


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Sample: FCD 061218 FECAL Lab ID: 40170687001 Collected: 06/12/18 10:00 Received: 06/13/18 10:05 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic <50.3 mg/kg 06/18/18 17:16 7440-38-2 D306/18/18 08:4350.3 10
Cadmium <5.0 mg/kg 06/18/18 17:16 7440-43-9 D306/18/18 08:435.0 10
Copper 282 mg/kg 06/18/18 17:16 7440-50-806/18/18 08:4325.1 10
Lead 75.9 mg/kg 06/18/18 17:16 7439-92-106/18/18 08:4313.1 10
Molybdenum 11.9 mg/kg 06/18/18 17:16 7439-98-706/18/18 08:4310.1 10
Nickel 33.3 mg/kg 06/18/18 17:16 7440-02-006/18/18 08:4310.1 10
Selenium <50.3 mg/kg 06/18/18 17:16 7782-49-2 D306/18/18 08:4350.3 10
Zinc 647 mg/kg 06/18/18 17:16 7440-66-606/18/18 08:4340.2 10


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.93 mg/kg 06/15/18 09:54 7439-97-606/14/18 12:240.076 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 4.7 % 06/13/18 15:570.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 50.4 % (w/w) 06/14/18 17:150.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 97.8 % 06/14/18 16:440.10 1


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291865
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1706645
Associated Lab Samples: 40170687001


Matrix: Solid


Analyzed


Mercury mg/kg <0.037 0.037 06/15/18 08:51


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1706646LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.88.83 105 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1706647MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40170527002


1706648


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .95 105 85-115104 0 20.96<0.013 1.0 1.0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 06/21/2018 03:14 PM


Pace Analytical Services, LLC
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Green Bay, WI 54302
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291965
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1707266
Associated Lab Samples: 40170687001


Matrix: Solid


Analyzed


Arsenic mg/kg <5.0 5.0 06/18/18 16:19
Cadmium mg/kg <0.50 0.50 06/18/18 16:19
Copper mg/kg <2.5 2.5 06/18/18 16:19
Lead mg/kg <1.3 1.3 06/18/18 16:19
Molybdenum mg/kg <1.0 1.0 06/18/18 16:19
Nickel mg/kg <1.0 1.0 06/18/18 16:19
Selenium mg/kg <5.0 5.0 06/18/18 16:19
Zinc mg/kg <4.0 4.0 06/18/18 16:19


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1707267LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 50.350 101 80-120
Cadmium mg/kg 50.050 100 80-120
Copper mg/kg 49.250 98 80-120
Lead mg/kg 50.850 102 80-120
Molybdenum mg/kg 51.650 103 80-120
Nickel mg/kg 50.850 102 80-120
Selenium mg/kg 51.050 102 80-120
Zinc mg/kg 53.150 106 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1707268MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40170759001


1707269


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 58.9 93 75-12590 3 2058.73.9J 58.7 56.7
Cadmium mg/kg 58.9 96 75-12598 1 2058.70.29J 56.9 57.6
Copper mg/kg 58.9 93 75-12594 0 2058.719.8 74.5 74.8
Lead mg/kg 58.9 88 75-12592 3 2058.78.1 60.1 62.1
Molybdenum mg/kg 58.9 93 75-12594 1 2058.70.26J 54.8 55.4
Nickel mg/kg 58.9 87 75-12590 2 2058.718.3 69.6 71.2
Selenium mg/kg 58.9 90 75-12594 5 2058.7<1.3 52.9 55.4
Zinc mg/kg 58.9 87 75-12589 1 2058.744.2 95.7 96.5
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291794
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40170687001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40170561002
1706167SAMPLE DUPLICATE:


Percent Moisture % 22.4 1 1022.7


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291911
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1706862
Associated Lab Samples: 40170687001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 06/14/18 17:14


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1706863LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 451489 92 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40170687001
1706864SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 50.1 1 550.4
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291903
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1706833
Associated Lab Samples: 40170687001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 06/14/18 16:44


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1706834LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 777742 105 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40170689001
1707045SAMPLE DUPLICATE:


Total Solids % 97.2 0 597.1
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#=QL#


QUALIFIERS


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


LABORATORIES


Pace Analytical Services - Green BayPASI-G


ANALYTE QUALIFIERS


Sample was diluted due to the presence of high levels of non-target analytes or other matrix interference.D3
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40170687001 291965 292160FCD 061218 FECAL EPA 3050 EPA 6010


40170687001 291865 291947FCD 061218 FECAL EPA 7471 EPA 7471


40170687001 291794FCD 061218 FECAL ASTM D2974-87


40170687001 291911FCD 061218 FECAL EPA 160.4


40170687001 291903FCD 061218 FECAL SM 2540G
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June 19, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1806775


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 6/12/2018 for the analyses presented in the 


following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 6/19/2018 2:59:02 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI June 19, 2018Date:


WorkOrder: 1806775


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  13 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 6/19/2018 2:59:04 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1806775


Report Date: June 19, 2018


Client Sample ID: FCD 061218 Fecal


Lab ID: 1806775-001 Date Received: 06/12/2018 11:35 AM Collection Date: 06/12/2018 10:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 06/12/2018 1:49 PMMPN/g-dry 1<2 R969740


PERCENT MOISTURE Analyst: IOMethod: ASTM-D2216-Rev 2005


Percent Moisture 06/14/2018 10:25 AMwt% 14.6 R97066c1.0


Created: 6/19/2018 2:59:05 PM
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6/19/2018


Qualifier Definitions


1806775


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 6/19/2018 2:59:05 PM
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#=CL#


August 22, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40170687


40170687
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY JUNE


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on June 13, 2018. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Lab ID Sample ID Matrix Date Collected Date Received


40170687001 FCD 061218 FECAL Solid 06/12/18 10:00 06/13/18 10:05


REPORT OF LABORATORY ANALYSIS
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts


40170687001 FCD 061218 FECAL EPA 6010 8 PASI-GJLD


EPA 7471 1 PASI-GAJT


ASTM D2974-87 1 PASI-GSSM


EPA 160.4 1 PASI-GKTS


SM 2540G 1 PASI-GKTS


REPORT OF LABORATORY ANALYSIS
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Sample: FCD 061218 FECAL Lab ID: 40170687001 Collected: 06/12/18 10:00 Received: 06/13/18 10:05 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 15.8J mg/kg 06/18/18 17:16 7440-38-2 D306/18/18 08:4350.3 10.6 10
Cadmium 2.4J mg/kg 06/18/18 17:16 7440-43-9 D306/18/18 08:435.0 1.3 10
Copper 282 mg/kg 06/18/18 17:16 7440-50-806/18/18 08:4325.1 8.3 10
Lead 75.9 mg/kg 06/18/18 17:16 7439-92-106/18/18 08:4313.1 4.4 10
Molybdenum 11.9 mg/kg 06/18/18 17:16 7439-98-706/18/18 08:4310.1 1.4 10
Nickel 33.3 mg/kg 06/18/18 17:16 7440-02-006/18/18 08:4310.1 2.3 10
Selenium <11.2 mg/kg 06/18/18 17:16 7782-49-2 D306/18/18 08:4350.3 11.2 10
Zinc 647 mg/kg 06/18/18 17:16 7440-66-606/18/18 08:4340.2 9.4 10


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.93 mg/kg 06/15/18 09:54 7439-97-606/14/18 12:240.076 0.023 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 4.7 % 06/13/18 15:570.10 0.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 50.4 % (w/w) 06/14/18 17:150.10 0.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 97.8 % 06/14/18 16:440.10 0.10 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291865
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1706645
Associated Lab Samples: 40170687001


Matrix: Solid


AnalyzedMDL


Mercury mg/kg <0.011 0.037 06/15/18 08:510.011


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1706646LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.88.83 105 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1706647MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40170527002


1706648


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .95 105 85-115104 0 20.96<0.013 1.0 1.0
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291965
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1707266
Associated Lab Samples: 40170687001


Matrix: Solid


AnalyzedMDL


Arsenic mg/kg <1.0 5.0 06/18/18 16:191.0
Cadmium mg/kg <0.13 0.50 06/18/18 16:190.13
Copper mg/kg <0.82 2.5 06/18/18 16:190.82
Lead mg/kg <0.43 1.3 06/18/18 16:190.43
Molybdenum mg/kg <0.14 1.0 06/18/18 16:190.14
Nickel mg/kg <0.23 1.0 06/18/18 16:190.23
Selenium mg/kg <1.1 5.0 06/18/18 16:191.1
Zinc mg/kg <0.93 4.0 06/18/18 16:190.93


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1707267LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 50.350 101 80-120
Cadmium mg/kg 50.050 100 80-120
Copper mg/kg 49.250 98 80-120
Lead mg/kg 50.850 102 80-120
Molybdenum mg/kg 51.650 103 80-120
Nickel mg/kg 50.850 102 80-120
Selenium mg/kg 51.050 102 80-120
Zinc mg/kg 53.150 106 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1707268MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40170759001


1707269


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 58.9 93 75-12590 3 2058.73.9J 58.7 56.7
Cadmium mg/kg 58.9 96 75-12598 1 2058.70.29J 56.9 57.6
Copper mg/kg 58.9 93 75-12594 0 2058.719.8 74.5 74.8
Lead mg/kg 58.9 88 75-12592 3 2058.78.1 60.1 62.1
Molybdenum mg/kg 58.9 93 75-12594 1 2058.70.26J 54.8 55.4
Nickel mg/kg 58.9 87 75-12590 2 2058.718.3 69.6 71.2
Selenium mg/kg 58.9 90 75-12594 5 2058.7<1.3 52.9 55.4
Zinc mg/kg 58.9 87 75-12589 1 2058.744.2 95.7 96.5
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291794
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40170687001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40170561002
1706167SAMPLE DUPLICATE:


Percent Moisture % 22.4 1 1022.7
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291911
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1706862
Associated Lab Samples: 40170687001


Matrix: Solid


AnalyzedMDL


Total Volatile Solids % (w/w) <30.0 30.0 06/14/18 17:1430.0


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1706863LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 451489 92 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40170687001
1706864SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 50.1 1 550.4
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


291903
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40170687001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1706833
Associated Lab Samples: 40170687001


Matrix: Solid


AnalyzedMDL


Total Solids % <30.0 30.0 06/14/18 16:4430.0


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1706834LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 777742 105 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40170689001
1707045SAMPLE DUPLICATE:


Total Solids % 97.2 0 597.1
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#=QL#


QUALIFIERS


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


LABORATORIES


Pace Analytical Services - Green BayPASI-G


ANALYTE QUALIFIERS


Sample was diluted due to the presence of high levels of non-target analytes or other matrix interference.D3
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#=CR#


QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40170687
BIOSOLIDS MONTHLY JUNE


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40170687001 291965 292160FCD 061218 FECAL EPA 3050 EPA 6010


40170687001 291865 291947FCD 061218 FECAL EPA 7471 EPA 7471


40170687001 291794FCD 061218 FECAL ASTM D2974-87


40170687001 291911FCD 061218 FECAL EPA 160.4


40170687001 291903FCD 061218 FECAL SM 2540G
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June 19, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1806775


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 6/12/2018 for the analyses presented in the 


following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 6/19/2018 2:59:02 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI June 19, 2018Date:


WorkOrder: 1806775


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  13 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 6/19/2018 2:59:04 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1806775


Report Date: June 19, 2018


Client Sample ID: FCD 061218 Fecal


Lab ID: 1806775-001 Date Received: 06/12/2018 11:35 AM Collection Date: 06/12/2018 10:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 06/12/2018 1:49 PMMPN/g-dry 1<2 R969740


PERCENT MOISTURE Analyst: IOMethod: ASTM-D2216-Rev 2005


Percent Moisture 06/14/2018 10:25 AMwt% 14.6 R97066c1.0


Created: 6/19/2018 2:59:05 PM
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6/19/2018


Qualifier Definitions


1806775


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 6/19/2018 2:59:05 PM
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#=CL#


March 26, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40165839


40165839
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory between March 13, 2018
and March 14, 2018. The results relate only to the samples included in this report. Results reported
herein conform to the most current, applicable TNI/NELAC standards and the laboratory's Quality
Assurance Manual, where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
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#=CP#


CERTIFICATIONS


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40165839001 FPC 031318 METALS Solid 03/13/18 10:15 03/14/18 09:30


40165839002 FPC 031318 FECAL Solid 03/13/18 10:15 03/13/18 13:23
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#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts


40165839001 FPC 031318 METALS EPA 6010 8 PASI-GJLD


EPA 7471 1 PASI-GAJT


ASTM D2974-87 1 PASI-GDXS


EPA 160.4 1 PASI-GDEY


SM 2540G 1 PASI-GJMN
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Sample: FPC 031318 METALS Lab ID: 40165839001 Collected: 03/13/18 10:15 Received: 03/14/18 09:30 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 10.8 mg/kg 03/16/18 18:45 7440-38-203/16/18 08:335.1 1
Cadmium 2.7 mg/kg 03/16/18 18:45 7440-43-903/16/18 08:330.51 1
Copper 390 mg/kg 03/16/18 18:45 7440-50-803/16/18 08:332.5 1
Lead 66.4 mg/kg 03/16/18 18:45 7439-92-103/16/18 08:331.3 1
Molybdenum 13.4 mg/kg 03/16/18 18:45 7439-98-703/16/18 08:331.0 1
Nickel 39.6 mg/kg 03/16/18 18:45 7440-02-003/16/18 08:331.0 1
Selenium <5.1 mg/kg 03/16/18 18:45 7782-49-203/16/18 08:335.1 1
Zinc 706 mg/kg 03/16/18 18:45 7440-66-603/16/18 08:334.0 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.39 mg/kg 03/22/18 08:15 7439-97-603/21/18 06:170.073 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 4.9 % 03/14/18 17:120.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 56.6 % (w/w) 03/15/18 14:470.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 95.9 % 03/15/18 13:460.10 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


283723
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40165839001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1661123
Associated Lab Samples: 40165839001


Matrix: Solid


Analyzed


Mercury mg/kg <0.037 0.037 03/22/18 07:36


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1661125LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.88.83 105 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1661126MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40165986006


1661127


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .86 105 85-115103 2 20.86<0.011 0.90 0.88
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


283405
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40165839001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1659559
Associated Lab Samples: 40165839001


Matrix: Solid


Analyzed


Arsenic mg/kg <5.0 5.0 03/16/18 18:16
Cadmium mg/kg <0.50 0.50 03/16/18 18:16
Copper mg/kg <2.5 2.5 03/16/18 18:16
Lead mg/kg <1.3 1.3 03/16/18 18:16
Molybdenum mg/kg <1.0 1.0 03/16/18 18:16
Nickel mg/kg <1.0 1.0 03/16/18 18:16
Selenium mg/kg <5.0 5.0 03/16/18 18:16
Zinc mg/kg <4.0 4.0 03/16/18 18:16


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1659560LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 49.450 99 80-120
Cadmium mg/kg 49.550 99 80-120
Copper mg/kg 49.950 100 80-120
Lead mg/kg 49.050 98 80-120
Molybdenum mg/kg 49.950 100 80-120
Nickel mg/kg 49.450 99 80-120
Selenium mg/kg 49.050 98 80-120
Zinc mg/kg 51.450 103 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1659561MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40165825023


1659562


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 59.4 103 75-125100 2 2059.53.5J 64.5 63.3
Cadmium mg/kg 59.4 102 75-125102 0 2059.5<0.16 60.5 60.6
Copper mg/kg 59.4 97 75-12596 1 2059.59.6 67.2 66.8
Lead mg/kg 59.4 94 75-12592 1 2059.52.4 58.1 57.3
Molybdenum mg/kg 59.4 97 75-12596 1 2059.5<0.17 57.8 57.5
Nickel mg/kg 59.4 93 75-12592 0 2059.53.7 58.7 58.7
Selenium mg/kg 59.4 97 75-12599 2 2059.5<1.3 57.7 58.7
Zinc mg/kg 59.4 94 75-12593 1 2059.58.2 63.8 63.4
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


283324
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40165839001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40165839001
1659112SAMPLE DUPLICATE:


Percent Moisture % 4.8 2 104.9
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


283428
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40165839001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1659700
Associated Lab Samples: 40165839001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <0.10 0.10 03/15/18 14:45


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1659701LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 402433 93 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40165839001
1659702SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 56.4 0 556.6
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


283400
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40165839001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1659513
Associated Lab Samples: 40165839001


Matrix: Solid


Analyzed


Total Solids % <0.10 0.10 03/15/18 13:38


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1659515LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 741770 96 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40165838001
1659516SAMPLE DUPLICATE:


Total Solids % 94.1 0 594.1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 03/26/2018 03:31 PM


Pace Analytical Services, LLC
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Green Bay, WI 54302
(920)469-2436
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QUALIFIERS


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


LABORATORIES


Pace Analytical Services - Green BayPASI-G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 03/26/2018 03:31 PM
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40165839
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40165839001 283405 283563FPC 031318 METALS EPA 3050 EPA 6010


40165839001 283723 283887FPC 031318 METALS EPA 7471 EPA 7471


40165839001 283324FPC 031318 METALS ASTM D2974-87


40165839001 283428FPC 031318 METALS EPA 160.4


40165839001 283400FPC 031318 METALS SM 2540G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 03/26/2018 03:31 PM
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March 26, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1803875


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 3/13/2018 for the analyses presented in the 


following report.


Patrick Liberg


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


patl@suburbanlabs.com


(708) 544-3260 ext  213


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 3/26/2018 1:00:18 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI March 26, 2018Date:


WorkOrder: 1803875


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  3 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 3/26/2018 1:00:19 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1803875


Report Date: March 26, 2018


Client Sample ID: FPD 031319


Lab ID: 1803875-001 Date Received: 03/13/2018 1:23 PM Collection Date: 03/13/2018 10:15 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 03/13/2018 3:23 PMMPN/g-dry 1<2 R936620


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 03/15/2018 11:58 AMwt% 14.2 R93759c1.0


Created: 3/26/2018 1:00:20 PM
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3/26/2018


Qualifier Definitions


1803875


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 3/26/2018 1:00:20 PM
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#=CL#


May 22, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40168781


40168781
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on May 09, 2018. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Rick Jania, Veolia Noeth America
Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40168781001 FCP050818 FECAL Solid 05/08/18 12:00 05/09/18 10:00


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts


40168781001 FCP050818 FECAL EPA 6010 8 PASI-GJLD


EPA 7471 1 PASI-GAJT


ASTM D2974-87 1 PASI-GAH


EPA 160.4 1 PASI-GKTS


SM 2540G 1 PASI-GKTS


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Sample: FCP050818 FECAL Lab ID: 40168781001 Collected: 05/08/18 12:00 Received: 05/09/18 10:00 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualReport Limit


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 10.7 mg/kg 05/16/18 16:23 7440-38-205/16/18 09:335.3 1
Cadmium 2.7 mg/kg 05/16/18 16:23 7440-43-905/16/18 09:330.53 1
Copper 431 mg/kg 05/16/18 16:23 7440-50-805/16/18 09:332.6 1
Lead 65.4 mg/kg 05/16/18 16:23 7439-92-105/16/18 09:331.4 1
Molybdenum 15.2 mg/kg 05/16/18 16:23 7439-98-705/16/18 09:331.1 1
Nickel 36.8 mg/kg 05/16/18 16:23 7440-02-005/16/18 09:331.1 1
Selenium 5.7 mg/kg 05/16/18 16:23 7782-49-205/16/18 09:335.3 1
Zinc 726 mg/kg 05/16/18 16:23 7440-66-605/16/18 09:334.2 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.70 mg/kg 05/16/18 10:30 7439-97-605/15/18 11:490.083 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 6.3 % 05/19/18 08:500.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 60.4 % (w/w) 05/15/18 17:380.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 94.9 % 05/10/18 11:220.10 1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 05/22/2018 08:53 AM
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


288898
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40168781001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1690498
Associated Lab Samples: 40168781001


Matrix: Solid


Analyzed


Mercury mg/kg <0.037 0.037 05/16/18 09:28


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1690499LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.87.83 105 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1690500MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40168662011


1690501


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .9 104 85-115108 4 20.9<0.012 0.94 0.98


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 05/22/2018 08:53 AM
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


289056
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40168781001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1691145
Associated Lab Samples: 40168781001


Matrix: Solid


Analyzed


Arsenic mg/kg <5.0 5.0 05/16/18 16:06
Cadmium mg/kg <0.50 0.50 05/16/18 16:06
Copper mg/kg <2.5 2.5 05/16/18 16:06
Lead mg/kg <1.3 1.3 05/16/18 16:06
Molybdenum mg/kg <1.0 1.0 05/16/18 16:06
Nickel mg/kg <1.0 1.0 05/16/18 16:06
Selenium mg/kg <5.0 5.0 05/16/18 16:06
Zinc mg/kg <4.0 4.0 05/16/18 16:06


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1691146LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 52.750 105 80-120
Cadmium mg/kg 52.850 106 80-120
Copper mg/kg 53.650 107 80-120
Lead mg/kg 48.150 96 80-120
Molybdenum mg/kg 51.250 102 80-120
Nickel mg/kg 48.450 97 80-120
Selenium mg/kg 53.750 107 80-120
Zinc mg/kg 47.650 95 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1691147MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40168983001


1691148


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 65.1 93 75-12589 4 2064.94.5J 64.9 62.2
Cadmium mg/kg 65.1 98 75-12599 0 2064.90.32J 64.1 64.3
Copper mg/kg M0,R165.1 96 75-125215 57 2064.934.1 96.8 174
Lead mg/kg 65.1 95 75-12593 2 2064.911.9 73.7 72.4
Molybdenum mg/kg 65.1 92 75-12591 1 2064.9<0.19 60.0 59.4
Nickel mg/kg 65.1 88 75-12590 1 2064.926.4 83.7 84.9
Selenium mg/kg 65.1 90 75-12593 3 2064.9<1.4 58.9 60.7
Zinc mg/kg 65.1 93 75-12583 5 2064.962.6 123 117


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


289385
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40168781001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40168781001
1693681SAMPLE DUPLICATE:


Percent Moisture % 6.3 0 106.3


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 05/22/2018 08:53 AM
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


289001
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40168781001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1690915
Associated Lab Samples: 40168781001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) 22.1 0.10 05/15/18 17:37


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1690916LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 325328 99 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40168781001
1690917SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 60.7 1 560.4


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


288462
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40168781001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1688112
Associated Lab Samples: 40168781001


Matrix: Solid


Analyzed


Total Solids % <0.10 0.10 05/10/18 11:20


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1688113LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 733742 99 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40168778001
1688114SAMPLE DUPLICATE:


Total Solids % 95.2 0 595.5


REPORT OF LABORATORY ANALYSIS
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QUALIFIERS


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


LABORATORIES


Pace Analytical Services - Green BayPASI-G


ANALYTE QUALIFIERS


Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.M0
RPD value was outside control limits.R1


REPORT OF LABORATORY ANALYSIS
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40168781
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40168781001 289056 289118FCP050818 FECAL EPA 3050 EPA 6010


40168781001 288898 288970FCP050818 FECAL EPA 7471 EPA 7471


40168781001 289385FCP050818 FECAL ASTM D2974-87


40168781001 289001FCP050818 FECAL EPA 160.4


40168781001 288462FCP050818 FECAL SM 2540G


REPORT OF LABORATORY ANALYSIS
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May 18, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1805660


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 5/8/2018 for the analyses presented in the 


following report.


Patrick Liberg


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


patl@suburbanlabs.com


(708) 544-3260 ext  213


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 5/18/2018 4:45:51 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI May 18, 2018Date:


WorkOrder: 1805660


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  12 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 5/18/2018 4:45:53 PM


Page 2 of 5


Page 18 of 21







Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1805660


Report Date: May 18, 2018


Client Sample ID: FCP 050818


Lab ID: 1805660-001 Date Received: 05/08/2018 2:00 PM Collection Date: 05/08/2018 12:00 PM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 05/08/2018 3:13 PMMPN/g-dry 1<2 R957080


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 05/08/2018 5:00 PMwt% 15.6 R95699c1.0


Created: 5/18/2018 4:45:54 PM
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5/18/2018


Qualifier Definitions


1805660


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 5/18/2018 4:45:54 PM
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#=CL#


November 28, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40179636


40179636
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY  NOVEMBER


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on November 14, 2018.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=CP#


CERTIFICATIONS


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Lab ID Sample ID Matrix Date Collected Date Received


40179636001 PCD11318FDC FECALS/METALS Solid 11/13/18 08:00 11/14/18 09:25


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40179636001 PCD11318FDC FECALS/METALS EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1SKW


EPA 160.4 1KTS


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Sample: PCD11318FDC
FECALS/METALS


Lab ID: 40179636001 Collected: 11/13/18 08:00 Received: 11/14/18 09:25 Matrix: Solid


Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 11.2 mg/kg 11/27/18 15:15 7440-38-211/23/18 07:035.0 1
Cadmium 3.1 mg/kg 11/27/18 15:15 7440-43-911/23/18 07:030.50 1
Copper 442 mg/kg 11/27/18 15:15 7440-50-811/23/18 07:031.5 1
Lead 104 mg/kg 11/27/18 15:15 7439-92-111/23/18 07:032.0 1
Molybdenum 15.4 mg/kg 11/27/18 15:15 7439-98-711/23/18 07:030.99 1
Nickel 47.2 mg/kg 11/27/18 15:15 7440-02-011/23/18 07:030.99 1
Selenium 6.3 mg/kg 11/27/18 15:15 7782-49-211/23/18 07:034.3 1
Zinc 863 mg/kg 11/27/18 15:15 7440-66-611/23/18 07:034.0 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.59 mg/kg 11/20/18 11:32 7439-97-611/19/18 08:380.23 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 3.5 % 11/26/18 13:420.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 50.0 % (w/w) 11/20/18 18:210.10 1


Analytical Method: SM 2540G


Total Solids 97.5 % 11/15/18 14:500.10 1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


306968
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40179636001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1795385
Associated Lab Samples: 40179636001


Matrix: Solid


Analyzed


Mercury mg/kg <0.035 0.12 11/20/18 10:35


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1795386LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.88.83 105 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1795387MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40179855001


1795388


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg .91 100 85-115100 1 20.91<0.038 0.93 0.92


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


307324
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40179636001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1796815
Associated Lab Samples: 40179636001


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 11/27/18 14:01
Cadmium mg/kg <0.13 0.50 11/27/18 14:01
Copper mg/kg <0.44 1.5 11/27/18 14:01
Lead mg/kg <0.60 2.0 11/27/18 14:01
Molybdenum mg/kg <0.14 1.0 11/27/18 14:01
Nickel mg/kg <0.23 1.0 11/27/18 14:01
Selenium mg/kg <1.3 4.4 11/27/18 14:01
Zinc mg/kg <1.0 4.0 11/27/18 14:01


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1796816LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 49.450 99 80-120
Cadmium mg/kg 50.050 100 80-120
Copper mg/kg 49.850 100 80-120
Lead mg/kg 50.650 101 80-120
Molybdenum mg/kg 54.350 109 80-120
Nickel mg/kg 50.450 101 80-120
Selenium mg/kg 51.850 104 80-120
Zinc mg/kg 51.350 103 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1796817MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40179269003


1796818


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 97.9 94 75-12593 1 2097.93.8J 95.9 94.6
Cadmium mg/kg 97.9 97 75-12597 0 2097.90.45J 95.7 95.4
Copper mg/kg 97.9 94 75-125102 6 2097.927.9 120 128
Lead mg/kg 97.9 94 75-12591 3 2097.911.1 103 100
Molybdenum mg/kg 97.9 102 75-125102 0 2097.90.85J 101 101
Nickel mg/kg 97.9 94 75-12594 0 2097.96.9 98.9 98.6
Selenium mg/kg 97.9 96 75-12596 0 2097.9<2.5 94.4 94.0
Zinc mg/kg 97.9 81 75-12589 5 2097.971.5 151 159


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


307564
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40179636001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40179958008
1797853SAMPLE DUPLICATE:


Percent Moisture % 20.8 1 1020.6


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


307146
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40179636001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1796088
Associated Lab Samples: 40179636001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 11/20/18 18:21


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1796089LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 278321 87 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40179636001
1796090SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 50.1 0 550.0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


306763
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40179636001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1793982
Associated Lab Samples: 40179636001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 11/15/18 14:48


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1793983LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 736753 98 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40179611001
1793984SAMPLE DUPLICATE:


Total Solids % 94.9 0 594.8


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436


Page 10 of 21







#=QL#


QUALIFIERS


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40179636
BIOSOLIDS MONTHLY  NOVEMBER


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40179636001 307324 307659PCD11318FDC FECALS/METALS EPA 3050 EPA 6010


40179636001 306968 307011PCD11318FDC FECALS/METALS EPA 7471 EPA 7471


40179636001 307564PCD11318FDC FECALS/METALS ASTM D2974-87


40179636001 307146PCD11318FDC FECALS/METALS EPA 160.4


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 11/28/2018 04:10 PM


Pace Analytical Services, LLC
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November 20, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1811924


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 11/13/2018 for the analyses presented in 


the following report.


Patrick Liberg


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


patl@suburbanlabs.com


(708) 544-3260 ext  213


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 11/20/2018 12:42:54 PM


Page 1 of 5


Page 17 of 21







Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI November 20, 2018Date:


WorkOrder: 1811924


PO #:


Chain of Custody #: ELEC


QC Level:


Temperature of samples upon receipt at SLI:  10.8 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 11/20/2018 12:42:56 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1811924


Report Date: November 20, 2018


Client Sample ID: FDC111318


Lab ID: 1811924-001 Date Received: 11/13/2018 11:55 AM Collection Date: 11/13/2018 8:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 11/13/2018 4:19 PMMPN/g-dry 1<2 R1025210


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 11/13/2018 3:45 PMwt% 13.9 R102483c1.0


Created: 11/20/2018 12:42:57 PM
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11/20/2018


Qualifier Definitions


1811924


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 11/20/2018 12:42:57 PM
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#=CL#


October 30, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40177373


40177373
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY OCT 2018


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on October 10, 2018.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Lab ID Sample ID Matrix Date Collected Date Received


40177373001 FPC 1092018 Solid 10/09/18 10:41 10/10/18 10:15


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40177373001 FPC 1092018 EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1TEL


EPA 160.4 1KTS


SM 2540G 1KTS


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Sample: FPC 1092018 Lab ID: 40177373001 Collected: 10/09/18 10:41 Received: 10/10/18 10:15 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 10.1 mg/kg 10/27/18 10:34 7440-38-210/18/18 09:134.9 1
Cadmium 2.8 mg/kg 10/27/18 10:34 7440-43-910/18/18 09:130.49 1
Copper 445 mg/kg 10/27/18 10:34 7440-50-810/18/18 09:131.4 1
Lead 105 mg/kg 10/27/18 10:34 7439-92-110/18/18 09:132.0 1
Molybdenum 14.0 mg/kg 10/27/18 10:34 7439-98-710/18/18 09:130.98 1
Nickel 42.9 mg/kg 10/27/18 10:34 7440-02-010/18/18 09:130.98 1
Selenium 5.2 mg/kg 10/27/18 10:34 7782-49-210/18/18 09:134.3 1
Zinc 846 mg/kg 10/27/18 10:34 7440-66-610/18/18 09:133.9 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.66 mg/kg 10/18/18 09:30 7439-97-610/17/18 13:250.25 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 6.7 % 10/15/18 13:340.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 47.5 % (w/w) 10/16/18 16:130.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 93.8 % 10/16/18 16:020.10 1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 10/30/2018 05:45 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


303477
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40177373001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1772526
Associated Lab Samples: 40177373001


Matrix: Solid


Analyzed


Mercury mg/kg <0.035 0.12 10/18/18 08:58


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1772527LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.94.83 113 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1772528MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40177448001


1772529


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg P6,R1.97 335 85-11572 26 20.967.9 11.1 8.6


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 10/30/2018 05:45 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436


Page 6 of 21







#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


303599
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40177373001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1773393
Associated Lab Samples: 40177373001


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 10/27/18 09:40
Cadmium mg/kg <0.13 0.50 10/27/18 09:40
Copper mg/kg <0.44 1.5 10/27/18 09:40
Lead mg/kg <0.60 2.0 10/27/18 09:40
Molybdenum mg/kg <0.14 1.0 10/27/18 09:40
Nickel mg/kg <0.23 1.0 10/27/18 09:40
Selenium mg/kg <1.3 4.4 10/27/18 09:40
Zinc mg/kg <1.0 4.0 10/27/18 09:40


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1773394LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 49.550 99 80-120
Cadmium mg/kg 49.550 99 80-120
Copper mg/kg 49.850 100 80-120
Lead mg/kg 48.750 97 80-120
Molybdenum mg/kg 52.450 105 80-120
Nickel mg/kg 49.550 99 80-120
Selenium mg/kg 50.950 102 80-120
Zinc mg/kg 50.450 101 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1773395MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40177448001


1773396


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 58.3 92 75-12594 1 2058.115.5 69.4 69.9
Cadmium mg/kg 58.3 98 75-12595 3 2058.13.0 60.0 58.5
Copper mg/kg M058.3 39 75-12553 4 2058.1193 215 223
Lead mg/kg P658.3 176 75-125400 17 2058.1609 712 842
Molybdenum mg/kg 58.3 98 75-12596 2 2058.11.6 58.9 57.6
Nickel mg/kg 58.3 95 75-12592 2 2058.120.8 76.1 74.3
Selenium mg/kg 58.3 94 75-12591 4 2058.1<1.5 55.7 53.7
Zinc mg/kg P658.3 218 75-125189 2 2058.1656 783 766


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 10/30/2018 05:45 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


303218
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40177373001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40177398002
1771256SAMPLE DUPLICATE:


Percent Moisture % 21.6 8 1023.3


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 10/30/2018 05:45 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


303394
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40177373001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1772020
Associated Lab Samples: 40177373001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 10/16/18 16:13


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1772021LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 292321 91 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40177373001
1772022SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 47.6 0 547.5


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 10/30/2018 05:45 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


303391
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40177373001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1772008
Associated Lab Samples: 40177373001


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 10/16/18 16:02


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1772009LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 729742 98 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40177542001
1772010SAMPLE DUPLICATE:


Total Solids % 95.0 0 595.2


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 10/30/2018 05:45 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALIFIERS


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


ANALYTE QUALIFIERS


Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.M0
Matrix spike recovery was outside laboratory control limits due to a parent sample concentration notably higher than the
spike level.


P6


RPD value was outside control limits.R1


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 10/30/2018 05:45 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40177373
BIOSOLIDS MONTHLY OCT 2018


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40177373001 303599 303910FPC 1092018 EPA 3050 EPA 6010


40177373001 303477 303535FPC 1092018 EPA 7471 EPA 7471


40177373001 303218FPC 1092018 ASTM D2974-87


40177373001 303394FPC 1092018 EPA 160.4


40177373001 303391FPC 1092018 SM 2540G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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October 18, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1810730


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 10/9/2018 for the analyses presented in the 


following report.


Patrick Liberg


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


patl@suburbanlabs.com


(708) 544-3260 ext  213


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 10/18/2018 9:51:08 AM


Page 1 of 5


Page 17 of 21







Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI October 18, 2018Date:


WorkOrder: 1810730


PO #:


Chain of Custody #:


QC Level:


Temperature of samples upon receipt at SLI:  8.6 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 10/18/2018 9:51:10 AM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1810730


Report Date: October 18, 2018


Client Sample ID: FPC1092018


Lab ID: 1810730-001 Date Received: 10/09/2018 1:29 PM Collection Date: 10/09/2018 10:41 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 10/09/2018 2:50 PMMPN/g-dry 1<2 R1013100


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 10/09/2018 4:51 PMwt% 14.0 R101314c1.0


Created: 10/18/2018 9:51:11 AM


Page 3 of 5


Page 19 of 21







10/18/2018


Qualifier Definitions


1810730


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 10/18/2018 9:51:11 AM
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#=CL#


October 01, 2018


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40175831


40175831
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on September 14, 2018.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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SAMPLE SUMMARY


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40175831001 FPC 091318 Solid 09/13/18 09:15 09/14/18 09:30


40175831002 FPC 091318 Solid 09/13/18 09:15 09/14/18 09:30


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436


Page 3 of 20







#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40175831002 FPC 091318 EPA 6010 8TXW


EPA 7471 1AJT


EPA 160.4 1KTS


SM 2540G 1KTS


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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ANALYTICAL RESULTS


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Sample: FPC 091318 Lab ID: 40175831002 Collected: 09/13/18 09:15 Received: 09/14/18 09:30 Matrix: Solid
Results reported on a "wet-weight" basis


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 9.6 mg/kg 09/24/18 21:11 7440-38-209/19/18 06:524.8 1
Cadmium 2.8 mg/kg 09/24/18 21:11 7440-43-909/19/18 06:520.48 1
Copper 399 mg/kg 09/24/18 21:11 7440-50-809/19/18 06:521.4 1
Lead 103 mg/kg 09/24/18 21:11 7439-92-109/19/18 06:521.9 1
Molybdenum 12.0 mg/kg 09/24/18 21:11 7439-98-709/19/18 06:520.96 1
Nickel 38.8 mg/kg 09/24/18 21:11 7440-02-009/19/18 06:520.96 1
Selenium 4.2 mg/kg 09/24/18 21:11 7782-49-209/19/18 06:524.2 1
Zinc 801 mg/kg 09/24/18 21:11 7440-66-609/19/18 06:523.9 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.68 mg/kg 09/21/18 09:39 7439-97-609/20/18 10:210.21 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 47.7 % (w/w) 09/20/18 17:360.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 96.4 % 09/14/18 16:320.10 1


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


300729
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40175831002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1756173
Associated Lab Samples: 40175831002


Matrix: Solid


Analyzed


Mercury mg/kg <0.035 0.12 09/21/18 08:44


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1756174LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.86.83 103 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1756175MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40175643001


1756176


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 1.4 100 85-11597 3 201.4<0.059 1.4 1.4


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,
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Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


300501
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40175831002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1754895
Associated Lab Samples: 40175831002


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 09/24/18 20:39
Cadmium mg/kg <0.13 0.50 09/24/18 20:39
Copper mg/kg <0.44 1.5 09/24/18 20:39
Lead mg/kg <0.60 2.0 09/24/18 20:39
Molybdenum mg/kg <0.14 1.0 09/24/18 20:39
Nickel mg/kg <0.23 1.0 09/24/18 20:39
Selenium mg/kg <1.3 4.4 09/24/18 20:39
Zinc mg/kg 1.5J 4.0 09/24/18 20:39


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1754896LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 48.850 98 80-120
Cadmium mg/kg 49.650 99 80-120
Copper mg/kg 50.850 102 80-120
Lead mg/kg 50.650 101 80-120
Molybdenum mg/kg 52.650 105 80-120
Nickel mg/kg 50.050 100 80-120
Selenium mg/kg 48.450 97 80-120
Zinc mg/kg 52.050 104 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1754897MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40175207005


1754898


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 106 95 75-12593 2 201066.8J 108 105
Cadmium mg/kg 106 99 75-12598 1 201063.9 109 108
Copper mg/kg 106 105 75-125106 0 2010671.4 183 183
Lead mg/kg M0106 111 75-125134 6 20106284 402 426
Molybdenum mg/kg 106 100 75-125100 1 201061.6J 108 107
Nickel mg/kg 106 95 75-12595 0 2010612.6 113 113
Selenium mg/kg 106 98 75-12596 2 20106<2.8 104 102
Zinc mg/kg P6,R1106 144 75-125334 27 20106500 653 855
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


300814
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40175831002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1756668
Associated Lab Samples: 40175831002


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 09/20/18 17:36


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1756669LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 245270 91 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40175831002
1756670SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 47.3 1 547.7
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


300267
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40175831002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1753653
Associated Lab Samples: 40175831002


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 09/14/18 16:30


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1753654LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 798814 98 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40175628002
1753655SAMPLE DUPLICATE:


Total Solids % 96.3 0 596.2


REPORT OF LABORATORY ANALYSIS
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#=QL#


QUALIFIERS


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


ANALYTE QUALIFIERS


Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.M0
Matrix spike recovery was outside laboratory control limits due to a parent sample concentration notably higher than the
spike level.


P6


RPD value was outside control limits.R1


REPORT OF LABORATORY ANALYSIS
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#=CR#


QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40175831
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40175831002 300501 300660FPC 091318 EPA 3050 EPA 6010


40175831002 300729 300783FPC 091318 EPA 7471 EPA 7471


40175831002 300814FPC 091318 EPA 160.4


40175831002 300267FPC 091318 SM 2540G
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September 21, 2018


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1809970


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 9/13/2018 for the analyses presented in the 


following report.


Reid Westfall


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


reid@suburbanlabs.com


(708) 544-3260 ext  217


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 9/21/2018 2:21:00 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI September 21, 2018Date:


WorkOrder: 1809970


PO #:


Chain of Custody #:


QC Level:


Temperature of samples upon receipt at SLI:  9 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and which 


also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 9/21/2018 2:21:03 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1809970


Report Date: September 21, 2018


Client Sample ID: FPC091318


Lab ID: 1809970-001 Date Received: 09/13/2018 11:42 AM Collection Date: 09/13/2018 9:00 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 09/13/2018 3:22 PMMPN/g-dry 1<2 R1003980


PERCENT MOISTURE Analyst: amoMethod: ASTM-D2216-Rev 2005


Percent Moisture 09/13/2018 2:54 PMwt% 14.3 R100395c1.0


Created: 9/21/2018 2:21:03 PM
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9/21/2018


Qualifier Definitions


1809970


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 9/21/2018 2:21:04 PM
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#=CL#


April 22, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40185546


40185546
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on April 10, 2019. The
results relate only to the samples included in this report. Results reported herein conform to the most
current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual, where
applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America
Veolia Support Services North


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=CP#


CERTIFICATIONS


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0


REPORT OF LABORATORY ANALYSIS
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without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
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SAMPLE SUMMARY


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Lab ID Sample ID Matrix Date Collected Date Received


40185546001 PCD 040919 Solid 04/09/19 08:00 04/10/19 09:25


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.
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#=SA#


SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40185546001 PCD 040919 EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1SKW


EPA 160.4 1KTS


SM 2540G 1KTS


EPA 9012B 1DAW


REPORT OF LABORATORY ANALYSIS
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without the written consent of Pace Analytical Services, LLC.
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#=AR#


ANALYTICAL RESULTS


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Sample: PCD 040919 Lab ID: 40185546001 Collected: 04/09/19 08:00 Received: 04/10/19 09:25 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 10.3 mg/kg 04/15/19 19:02 7440-38-204/15/19 07:595.2 1
Cadmium 2.3 mg/kg 04/15/19 19:02 7440-43-904/15/19 07:590.52 1
Copper 382 mg/kg 04/15/19 19:02 7440-50-804/15/19 07:591.5 1
Lead 65.0 mg/kg 04/15/19 19:02 7439-92-104/15/19 07:592.1 1
Molybdenum 12.5 mg/kg 04/15/19 19:02 7439-98-704/15/19 07:591.0 1
Nickel 35.8 mg/kg 04/15/19 19:02 7440-02-004/15/19 07:591.0 1
Selenium 6.0 mg/kg 04/15/19 19:02 7782-49-204/15/19 07:594.5 1
Zinc 699 mg/kg 04/15/19 19:02 7440-66-604/15/19 07:594.1 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.38 mg/kg 04/22/19 08:08 7439-97-604/19/19 09:400.068 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 3.7 % 04/15/19 13:370.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 57.5 % (w/w) 04/16/19 16:100.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 97.6 % 04/16/19 15:40 1q0.10 1


Analytical Method: EPA 9012B  Preparation Method: EPA 9012B9012 Cyanide, Total


Cyanide 6.2 mg/kg 04/11/19 14:08 57-12-504/11/19 10:500.57 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


318907
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40185546001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1853188
Associated Lab Samples: 40185546001


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 04/22/19 07:54


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1853189LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.850.83 101 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1853190MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40185834001


1853191


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 0.96 102 85-115102 0 200.970.045 1.0 1.0


REPORT OF LABORATORY ANALYSIS
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


318294
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40185546001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1850493
Associated Lab Samples: 40185546001


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 04/15/19 18:40
Cadmium mg/kg <0.13 0.50 04/15/19 18:40
Copper mg/kg <0.44 1.5 04/15/19 18:40
Lead mg/kg <0.60 2.0 04/15/19 18:40
Molybdenum mg/kg <0.14 1.0 04/15/19 18:40
Nickel mg/kg <0.23 1.0 04/15/19 18:40
Selenium mg/kg <1.3 4.4 04/16/19 11:34
Zinc mg/kg <1.0 4.0 04/15/19 18:40


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1850494LABORATORY CONTROL SAMPLE & LCSD:
LCSSpike LCSD


% Rec RPD
Max
RPD


LCSD
Result


1850497


Arsenic mg/kg 45.550 91 80-1209246.2 2 20
Cadmium mg/kg 46.850 94 80-1209346.7 0 20
Copper mg/kg 49.050 98 80-1209849.2 1 20
Lead mg/kg 47.550 95 80-1209447.1 1 20
Molybdenum mg/kg 45.450 91 80-1209145.4 0 20
Nickel mg/kg 47.550 95 80-1209547.7 1 20
Selenium mg/kg 48.850 98 80-12010150.5 3 20
Zinc mg/kg 50.450 101 80-12010150.7 1 20


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1850495MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40183975009


1850496


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 57.9 93 75-12594 1 2057.95.1J 58.8 59.4
Cadmium mg/kg 57.9 93 75-12594 1 2057.91.0 55.0 55.3
Copper mg/kg 57.9 108 75-125108 1 2057.914.4 77.1 76.7
Lead mg/kg 57.9 94 75-12593 1 2057.95.3 60.0 59.2
Molybdenum mg/kg 57.9 88 75-12588 0 2057.91.6 52.6 52.5
Nickel mg/kg 57.9 100 75-12599 1 2057.918.8 76.8 76.0
Selenium mg/kg 57.9 95 75-12596 0 2057.9<1.5 55.8 56.0
Zinc mg/kg 57.9 86 75-12589 2 2057.955.5 105 107
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


318399
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40185546001


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40185076001
1850795SAMPLE DUPLICATE:


Percent Moisture % 22.9 1 1023.2


REPORT OF LABORATORY ANALYSIS
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without the written consent of Pace Analytical Services, LLC.Date: 04/22/2019 02:02 PM
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


318525
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40185546001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1851104
Associated Lab Samples: 40185546001


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 04/16/19 16:09


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1851105LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 487471 103 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40185546001
1851106SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 57.7 0 557.5
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


318521
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40185546001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1851088
Associated Lab Samples: 40185546001


Matrix: Solid


Analyzed


Total Solids % 350 30.0 04/16/19 15:39


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1851089LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 743728 102 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40185546001
1851090SAMPLE DUPLICATE:


Total Solids % 97.4 0 597.6
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


318013
EPA 9012B


EPA 9012B
9012 Cyanide


Associated Lab Samples: 40185546001


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1848879
Associated Lab Samples: 40185546001


Matrix: Solid


Analyzed


Cyanide mg/kg 0.14J 0.40 04/11/19 14:04


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1848880LABORATORY CONTROL SAMPLE:
LCSSpike


Cyanide mg/kg 2.93 98 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1848881MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40185378001


1848882


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Cyanide mg/kg 2 92 80-12095 4 202<0.078 1.9 2.0


REPORT OF LABORATORY ANALYSIS
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QUALIFIERS


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


ANALYTE QUALIFIERS
The Method Blank result is 350 mg/L with a total residue of 0.0173 g.  This Method Blank residue is insignificant to the
residue present in the sample.


1q
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QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40185546
BIOSOLIDS MONTHLY


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40185546001 318294 318455PCD 040919 EPA 3050 EPA 6010


40185546001 318907 318941PCD 040919 EPA 7471 EPA 7471


40185546001 318399PCD 040919 ASTM D2974-87


40185546001 318525PCD 040919 EPA 160.4


40185546001 318521PCD 040919 SM 2540G


40185546001 318013 318071PCD 040919 EPA 9012B EPA 9012B
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April 17, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1904736


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 4/9/2019 for the analyses presented in the 


following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 4/17/2019 5:33:55 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI April 17, 2019Date:


WorkOrder: 1904736


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  10.2 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 4/17/2019 5:33:57 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1904736


Report Date: April 17, 2019


Client Sample ID: PCD040919


Lab ID: 1904736-001 Date Received: 04/09/2019 2:05 PM Collection Date: 04/09/2019 8:05 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 04/09/2019 6:03 PMMPN/g-dry 1<2 R1068400


PERCENT MOISTURE Analyst: LTMethod: ASTM-D2216-Rev 2005


Percent Moisture 04/11/2019 2:35 PMwt% 13.4 R106899c1.0


Created: 4/17/2019 5:33:57 PM
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4/17/2019


Qualifier Definitions


1904736


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 4/17/2019 5:33:58 PM


Page 4 of 5


Page 21 of 22







Page 5 of 5


Page 22 of 22





		Cover Letter

		Certifications

		Sample Summary

		Sample Analyte Count

		Analytical Results

		Quality Control Data

		Qualifiers

		Quality Control Data Cross Reference Table

		Chain of Custody

		Subcontract Report






#=CL#


February 22, 2019


LIMS USE: FR - CLETUS KETTER
LIMS OBJECT ID: 40183057


40183057
Project:
Pace Project No.:


RE:


Cletus Ketter
Veolia North America
6001 W. Pershing Rd
Cicero, IL 60804


BIOSOLIDS MONTHLY FEB 2019


Dear Cletus Ketter:
Enclosed are the analytical results for sample(s) received by the laboratory on February 13, 2019.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.


Some analyses have been subcontracted outside of the Pace Network. The subcontracted
laboratory report has been attached.


If you have any questions concerning this report, please feel free to contact me.


Sincerely,


Cindy Varga
cindy.varga@pacelabs.com


Project Manager
(920)469-2436


Enclosures


cc: Jackie Lawless, Veolia North America


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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CERTIFICATIONS


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Green Bay Certification IDs
1241 Bellevue Street, Green Bay, WI  54302
Florida/NELAP Certification #: E87948
Illinois Certification #: 200050
Kentucky UST Certification #: 82
Louisiana Certification #: 04168
Minnesota Certification #: 055-999-334
New York Certification #: 12064
North Dakota Certification #: R-150


Virginia VELAP ID: 460263
South Carolina Certification #: 83006001
Texas Certification #: T104704529-14-1
Wisconsin Certification #: 405132750
Wisconsin DATCP Certification #: 105-444
USDA Soil Permit #: P330-16-00157
Federal Fish & Wildlife Permit #: LE51774A-0
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SAMPLE SUMMARY


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Lab ID Sample ID Matrix Date Collected Date Received


40183057001 PCD 021219 FDC FECAL Solid 02/12/19 11:30 02/13/19 09:55


40183057002 PCD 021219 FDC METALS Solid 02/12/19 11:30 02/13/19 09:55
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SAMPLE ANALYTE COUNT


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Lab ID Sample ID Method
Analytes
ReportedAnalysts


40183057002 PCD 021219 FDC METALS EPA 6010 8TXW


EPA 7471 1AJT


ASTM D2974-87 1JAK


EPA 160.4 1KTS


SM 2540G 1KTS


REPORT OF LABORATORY ANALYSIS
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ANALYTICAL RESULTS


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Sample: PCD 021219 FDC METALS Lab ID: 40183057002 Collected: 02/12/19 11:30 Received: 02/13/19 09:55 Matrix: Solid
Results reported on a "dry weight" basis and are adjusted for percent moisture, sample size and any dilutions.


Parameters Results Units DF Prepared Analyzed CAS No. QualPQL


Analytical Method: EPA 6010  Preparation Method: EPA 30506010 MET ICP


Arsenic 11.6 mg/kg 02/18/19 14:11 7440-38-202/15/19 08:054.9 1
Cadmium 2.4 mg/kg 02/18/19 14:11 7440-43-902/15/19 08:050.49 1
Copper 398 mg/kg 02/18/19 14:11 7440-50-802/15/19 08:051.5 1
Lead 68.9 mg/kg 02/18/19 14:11 7439-92-102/15/19 08:052.0 1
Molybdenum 11.9 mg/kg 02/18/19 14:11 7439-98-702/15/19 08:050.98 1
Nickel 39.5 mg/kg 02/18/19 14:11 7440-02-002/15/19 08:050.98 1
Selenium 4.8 mg/kg 02/18/19 14:11 7782-49-202/15/19 08:054.3 1
Zinc 699 mg/kg 02/18/19 14:11 7440-66-602/15/19 08:053.9 1


Analytical Method: EPA 7471  Preparation Method: EPA 74717471 Mercury


Mercury 0.28 mg/kg 02/18/19 13:04 7439-97-602/18/19 07:420.034 1


Analytical Method: ASTM D2974-87Percent Moisture


Percent Moisture 5.5 % 02/19/19 16:560.10 1


Analytical Method: EPA 160.4160.4 Total Volatile Solids


Total Volatile Solids 56.3 % (w/w) 02/13/19 13:180.10 1


Analytical Method: SM 2540G2540G Total Percent Solids


Total Solids 96.7 % 02/15/19 10:310.10 1
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


313641
EPA 7471


EPA 7471
7471 Mercury


Associated Lab Samples: 40183057002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1826810
Associated Lab Samples: 40183057002


Matrix: Solid


Analyzed


Mercury mg/kg <0.010 0.035 02/18/19 12:13


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1826811LABORATORY CONTROL SAMPLE:
LCSSpike


Mercury mg/kg 0.870.83 104 85-115


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1826812MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40182887001


1826813


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Mercury mg/kg 2.5 99 85-11596 2 202.5<0.032 2.5 2.5
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


313600
EPA 3050


EPA 6010
6010 MET


Associated Lab Samples: 40183057002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1826651
Associated Lab Samples: 40183057002


Matrix: Solid


Analyzed


Arsenic mg/kg <1.0 5.0 02/18/19 13:57
Cadmium mg/kg <0.13 0.50 02/18/19 13:57
Copper mg/kg <0.44 1.5 02/18/19 13:57
Lead mg/kg <0.60 2.0 02/18/19 13:57
Molybdenum mg/kg <0.14 1.0 02/18/19 13:57
Nickel mg/kg <0.23 1.0 02/18/19 13:57
Selenium mg/kg <1.3 4.4 02/18/19 13:57
Zinc mg/kg <1.0 4.0 02/18/19 13:57


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1826652LABORATORY CONTROL SAMPLE:
LCSSpike


Arsenic mg/kg 46.050 92 80-120
Cadmium mg/kg 46.450 93 80-120
Copper mg/kg 48.550 97 80-120
Lead mg/kg 46.450 93 80-120
Molybdenum mg/kg 44.550 89 80-120
Nickel mg/kg 47.050 94 80-120
Selenium mg/kg 47.950 96 80-120
Zinc mg/kg 48.750 97 80-120


Parameter Units
MS


Result
% Rec
Limits Qual% RecConc.


1826653MATRIX SPIKE & MATRIX SPIKE DUPLICATE:


MSSpike
Result


40182708009


1826654


MSD
Result


MSD
% Rec RPD RPD


Max
MSDMS
Spike
Conc.


Arsenic mg/kg 60.3 90 75-12592 2 2060.21.9J 56.1 57.4
Cadmium mg/kg 60.3 94 75-12595 0 2060.2<0.16 57.0 57.1
Copper mg/kg 60.3 96 75-12595 1 2060.21.4J 59.4 58.8
Lead mg/kg 60.3 90 75-12590 1 2060.22.8 57.3 56.8
Molybdenum mg/kg 60.3 89 75-12589 0 2060.20.72J 54.3 54.4
Nickel mg/kg 60.3 91 75-12591 0 2060.23.4 58.0 58.1
Selenium mg/kg 60.3 95 75-12593 2 2060.2<1.6 57.1 55.9
Zinc mg/kg 60.3 96 75-12592 3 2060.213.3 71.1 68.9
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


313863
ASTM D2974-87


ASTM D2974-87
Dry Weight/Percent Moisture


Associated Lab Samples: 40183057002


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40183235003
1827989SAMPLE DUPLICATE:


Percent Moisture % 22.7 2 1023.2
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


313421
EPA 160.4


EPA 160.4
160.4 Total Volatile Solids


Associated Lab Samples: 40183057002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1825351
Associated Lab Samples: 40183057002


Matrix: Solid


Analyzed


Total Volatile Solids % (w/w) <30.0 30.0 02/13/19 13:16


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1825352LABORATORY CONTROL SAMPLE:
LCSSpike


Total Volatile Solids % (w/w) 315317 99 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40183057002
1825442SAMPLE DUPLICATE:


Total Volatile Solids % (w/w) 56.4 0 556.3
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#=QC#


QUALITY CONTROL DATA


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  


QC Batch:
QC Batch Method:


Analysis Method:
Analysis Description:


313614
SM 2540G


SM 2540G
2540G Total Solids


Associated Lab Samples: 40183057002


Parameter Units
Blank
Result


Reporting
Limit Qualifiers


METHOD BLANK: 1826701
Associated Lab Samples: 40183057002


Matrix: Solid


Analyzed


Total Solids % <30.0 30.0 02/15/19 10:29


Parameter Units
LCS


Result
% Rec
Limits Qualifiers% RecConc.


1826702LABORATORY CONTROL SAMPLE:
LCSSpike


Total Solids % 744775 96 80-120


Parameter Units
Dup


Result
Max
RPD QualifiersRPDResult


40183056001
1826703SAMPLE DUPLICATE:


Total Solids % 95.8 0 595.7


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 02/22/2019 06:32 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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QUALIFIERS


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


DEFINITIONS


DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 02/22/2019 06:32 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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#=CR#


QUALITY CONTROL DATA CROSS REFERENCE TABLE


Pace Project No.:
Project:


40183057
BIOSOLIDS MONTHLY FEB 2019


Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch


40183057002 313600 313716PCD 021219 FDC METALS EPA 3050 EPA 6010


40183057002 313641 313702PCD 021219 FDC METALS EPA 7471 EPA 7471


40183057002 313863PCD 021219 FDC METALS ASTM D2974-87


40183057002 313421PCD 021219 FDC METALS EPA 160.4


40183057002 313614PCD 021219 FDC METALS SM 2540G


REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,


without the written consent of Pace Analytical Services, LLC.Date: 02/22/2019 06:32 AM


Pace Analytical Services, LLC
1241 Bellevue Street - Suite 9


Green Bay, WI 54302
(920)469-2436
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February 20, 2019


Pace Analytical - WI


Cindy Varga


Dear Cindy Varga:


RE: Veolia Biosolids- Cicero IL


Workorder: 1902760


FAX:


TEL: (920) 469-2436


1241 Bellevue Street Suite 9


Green Bay, WI 54302


SUBURBAN LABORATORIES, Inc.
1950 S. Batavia Ave., Suite 150     Geneva, Illinois 60134


Tel. (708) 544-3260 • Toll Free (800) 783-LABS


Fax (708) 544-8587


www.suburbanlabs.com


Suburban Laboratories, Inc. received 1 sample(s) on 2/12/2019 for the analyses presented in the 


following report.


Keith Sinon


All data for the associated quality control (QC) met EPA, method, or internal laboratory 


specifications except where noted in the case narrative. If you are comparing these results to 


external QC specifications or compliance limits and have any questions, please contact us.


This final report of laboratory analysis consists of this cover letter, case narrative, analytical 


report, dates report, and any accompanying documentation including, but not limited to, chain of 


custody records, raw data, and letters of explanation or reliance. This report may not be 


reproduced, except in full, without the prior written approval of Suburban Laboratories, Inc.


If you have any questions regarding these test results, please call me at (708) 544-3260.


Sincerely,


Project Manager


keith@suburbanlabs.com


708-544-3260 ext  212


Illinois Department of Public Health Accredited  #17585 Illinois EPA #100225  Wisconsin FID#:399089350


Created: 2/20/2019 5:23:13 PM
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Case Narrative
Suburban Laboratories, Inc.


1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Project: Veolia Biosolids- Cicero IL


Client: Pace Analytical - WI February 20, 2019Date:


WorkOrder: 1902760


PO #:


Chain of Custody #: EV


QC Level:


Temperature of samples upon receipt at SLI:  10.8 C


General Comments:


- All results reported in wet weight unless otherwise indicated. (dry = Dry Weight)


- Sample results relate only to the analytes of interest tested and to sample as received by the laboratory.


- Environmental compliance sample results meet the requirements of 35 IAC Part 186 unless otherwise indicated.


- Waste water analysis follows the rules set forth in 40 CFR part 136 except where otherwise noted.


- Accreditation by the State of Illinois is not an endorsement or a guarantee of the validity of data generated.


- For more information about the laboratories' scope of accreditation, please contact us at (708) 544-3260 or the 


Agency at (217) 782-6455.


- All radiological results are reported to the 95% confidence level.


Abbreviations:


- Reporting Limit:  The concentration at which an analyte can be routinely detected on a day to day basis, and 


which also meets regulatory and client needs. 


- Quantitation Limit: The lowest concentration at which results can be accurately quantitated.


- J:  The analyte was positively identified above our Method Detection Limit and is considered detectable and 


usable; however, the associated numerical value is the approximate concentration of the analyte in the sample.


- ATC: Automatic Temperature Correction.         - TNTC: Too Numerous To Count


- TIC: Tentatively Identified Compound (GCMS library search identification, concentration estimated to nearest 


internal standard).


- SS (Surrogate Standard):   Quality control compound added to the sample by the lab.


Method References:


For a complete list of method references please contact us.


- E:  USEPA Reference methods


- SW:  USEPA, Test Methods for Evaluating Solid Waste (SW-846)


- M: Standard Methods for the Examination of Water and Wastewater


- USP: Latest version of United States Pharmacopeia


Workorder Specific Comments:


Created: 2/20/2019 5:23:15 PM
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Project Name: Veolia Biosolids- Cicero IL


Client ID: Pace Analytical - WI


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150,  Geneva, IL 60134  (708) 544-3260


Laboratory Results


Workorder: 1902760


Report Date: February 20, 2019


Client Sample ID: 021219 FDC Fecal


Lab ID: 1902760-001 Date Received: 02/12/2019 12:28 PM Collection Date: 02/12/2019 11:30 AM


Matrix: SLUDGE


Parameter Result Qual. Units Date Analyzed


Dilution


Factor


Report


Limit Batch ID


FECAL COLIFORM (MPN), CLASS A Analyst: MMMMethod: SM-9221E-Rev 18Ed, 1992


Fecal Coliform 02/12/2019 6:39 PMMPN/g-dry 1<2 R1050550


PERCENT MOISTURE Analyst: CYMethod: ASTM-D2216-Rev 2005


Percent Moisture 02/14/2019 2:42 PMwt% 14.2 R105119c1.0


Created: 2/20/2019 5:23:15 PM
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2/20/2019


Qualifier Definitions


1902760


Date:


WO#:


Suburban Laboratories, Inc.
1950 S. Batavia Ave., Suite 150, Geneva, IL 60134  (708) 544-3260


Qualifiers:


*/x Value exceeds Maximum Contaminant Level


B Analyte detected in the associated Method Blank


C Value is below Minimum Concentration Limit


c Analyte not in SLI scope of accreditation


E Estimated, detected above quantitation range


G Refer to case narrative page for specific comments


H Holding times for preparation or analysis exceeded


J Analyte detected below quantitation limit (QL)


N Tentatively identified compounds


ND Not Detected at the Reporting Limit


P Present


Q Accreditation is not available from Wisconsin


R RPD outside accepted recovery limits


S Spike Recovery outside accepted recovery limits


T Analyte detected in sample trip blank


V EPA requires field analysis/filtration.  Lab analysis would be considered past hold time.


Created: 2/20/2019 5:23:16 PM
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